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1TITLE
To compare the accuracy of Computer Aided grading for presence or absence of diabetic 
retinopathy for type 2 diabetic patients in a Tele-screening program.
INTRODUCTION
The prevalence of Diabetes Mellitus in the world is estimated to be 439 million by 2030 (1) out of 
which 80% reside in Asia (1-3) and more than 60 million are in India and this is expected to 
increase to more than 100 million (3,4) by 2030.The first national study conducted by the Indian 
Council of Medical Research - India Diabetes study (5) for people >20 years, determined the 
prevalence of pre -diabetes (impaired fasting blood glucose and impaired glucose tolerance) and 
diabetes to be 77.2 million and 62.4 million people respectively. The conversion rate of pre-
diabetes to diabetes was 58.9% and for normal persons the conversion rate to dysglycemia was 
45% in the 10 year follow up of patients in the Chennai Urban Rural Epidemiology Study 
(CURES) (6).
Based on the reports of the international federation of diabetes (IFD) (3) there will be 629 million 
people with diabetes aged (20-79 years) by 2045.12% of global expenditure is spent on diabetes. 
Three quarters of the people with diabetes live in low and middle income countries(7) 
DIABETES AND ITS MANY COMPLICATIONS 
Diabetes Mellitus (3) is a chronic disease that occurs either when the pancreas does not produce 
enough insulin (type 1) or when the body cannot effectively use the insulin it produces (type 2). 
Insulin is a hormone that regulates blood sugar by enabling the glucose from food to enter the 
body cells and be used as a source of energy. Hyperglycemia, is a common effect of uncontrolled 
diabetes and leads to serious damage to many of the body's organs. 
Long-term complications of diabetes develop gradually, depending on the duration and 
glycemiccontrol of blood sugar and are macrovascular and microvascular (8) complications in 
nature. Microvascular complications include diabetic  neuropathy, nephropathy and retinopathy. 
1) Macrovacular - Blood vessel (vascular disease) damage: Diabetes dramatically increases the 
risk of various cardiovascular problems, (9)  including hypertension, heart attack, and stroke.  
2) Nerve damage (neuropathy) and foot damage: Excess sugar can injure the walls of the tiny 
blood vessels (capillaries) that nourish the nerves, especially in the legs foot region and this 
could lead to loss of all sensation in the affected limbs and foot ulcers.
3) Kidney damage (nephropathy): The kidneys have millions of tiny blood vessel clusters 
(glomeruli) that filter waste from the blood. Hyperglycemia can damage this delicate filtering 
system and can lead to kidney failure or irreversible end-stage kidney disease, which may require 
dialysis or a kidney transplant. 
24) Eye damage (retinopathy): Diabetes can damage the blood vessels of the retina (diabetic 
retinopathy), leading to blindness. Hyperglycemia increases the risk of cataracts and glaucoma.
Diabetic Retinopathy (DR) is one of the micro vascular complications of Diabetes where leakage 
and blockage of capillaries in the retina cause swelling, abnormal blood vessel growth, cell death 
and retinal detachment leading to visual loss and blindness. The prevalence of  DR across the 
world  (10) was higher in Caucasians  (45.7%), African-Americans (49.6%), Hispanics (34.6% ) 
as compared to Asians(19.9%). In India the prevalence of DR ranges from 17.6% to 28.2%, 
based on various population studies, published from various groups across the country such as 
Namperumalsamy (11) , Dandona(12) , CURES (13,14) , SNDREAMS (15,16) and Thomas RL 
(17). Gadkari et al (18) have estimated the prevalence of Diabetic retinopathy (DR) in rural India  
to be between 10%-12% and the prevalence of  DR in rural India could rise to 10.97 million by 
the year 2030 as 70% of Indians live in rural areas. 
Diabetic Retinopathy in India
There are an estimated 65 million  diabetics in India and they would require an annual dilated eye 
examination and many studies have suggested that mydriatic fundus photography (19)  is 
equivalent to ophthalmologist examination (20,21) .
Raman et al have  (22) reported the prevalence of DR in urban areas is 13-18% and in rural areas 
is 9-10% in India . They have also reported on literature survey that the risk factors associated 
with development of DR, were duration of diabetes, age, hyperglycaemia, hypertension, anemia 
and use of insulin .Diabetic nephropathy  patients  have  six times more risk  of  DR .The diabetic 
patients are expected to increase to 79.4 in future and hence DR will increase to 22.4 million and 
increase in patients with sight threatening retinopathy to  2 million.  Awareness about risks of DR 
was poor among the people in the community. 60-75% of patients have not undergone eye 
examination for DR in the urban and rural population .45%- 50% patients with sight threatening 
retinopathy had never undergone an eye examination .
Gadkari et al (18) have reported that the All India Ophthalmological society conducted a nation 
wide survey for the presence of DR in Nov 2014 . 194 centres across india participated and 5130 
diabetics  were enrolled in the study The prevalence of DR in patients less than 6 months of 
duration of diabetes is 9.3% and in persons  who have more than 5 years duration of diabetes is 
35%.Majority of the patients underwent retinal examination by an ophthalmologist and only 
15% underwent fundus photography in this study 
Jotheeswaran AT et al (23) have done Systematic review and Meta analysis  for estimating the 
number of diabetics developing DR in india . Diabetes and DR leads to blindness which increases 
the number of people with disability in India . Prevalence of  undiagnosed diabetes is from 4.2% to 
10.5% and type 2  diabetic patients having DR  at the time of diagnosis of diabetes is  20% .
3AIMS AND OBJECTIVES
AIM: 
The aim of this study was to compare accuracy of a novel Computer Aided software application 
for the ''Presence or absence of” Diabetic Retinopathy with the existing manual systems of 
grading done by human graders in a Tele screening program
TYPE OF STUDY
Assessment of a screening tool for Diabetic Retinopathy in a Diabetic clinic in Chennai.
OBJECTIVE:
The main objectives of the study
1) Development of the computer aided Algorithm (CAD ) as a screening tool for DR by 
Healthcare Technology Innovation Center (HTIC)   in IIT Madras
2) Utilize the CAD real-time in vitreo retinal outpatient department (OPD), Tele camps and 
diabetic clinics and to compare the sensitivity, specificity and accuracy of Computer Aided 
automated grading  to a human grader  
3) Patients underwent fundus photography and the images were run through the CAD system as 
well as graded by a human grader. The effectiveness of the CAD to detect diabetic retinopathy 
lesions was examined in comparison to that by the human grader -ophthalmologist- the 'gold 
standard'.
4Review of Literature
Clinical features of diabetic retinopathy
Diabetic retinopathy is divided into various stages. The early sign and clinical feature of non-
proliferative diabetic retinopathy NPDR is micro aneurysm followed by retinal dot and blot 
retinal haemorrhages venous beading (VB) cotton wool spots (24), intraretinal microvascular 
abnormalities (IRMA) and arteriolar abnormalities.These features are due to abnormal 
permeability and non-perfusion of capillaries.Diabetic macular edema is characterized by retinal 
oedema secondary to leaking microaneurysms or capillary plexus and resultant hard exudates. 
Diabetic macular edema (DME) develops when fluid leakage is located in the macular area 
These features have been classified into mild, moderate and severe NPDR  by the international  
classification of diabetic retinopathy based on the distribution of microaneurysms, hemorrhages, 
venous changes and IRMA.
Proliferative diabetic retinopathy (PDR) develops from occluded capillaries which causes 
retinal ischemia and formation of new vessels on the surface of the retina near the optic disc or 
retinal  periphery,  vitreous/preretinal  haemorrhages,  f ibrosis,  and retinal  
detachments.Neovascularization on the optic disc or elsewhere in the retina is the hallmark 
feature of proliferative diabetic retinopathy. Vision/Sight threatening retinopathy 
(VTDR/STDR) has three components i.e. DME, Severe NPDR  and PDR.
Fig  1     :  Severe NPDR with Diabetic Maculopathy
Source: Sankara Nethralaya
5Fig  2  : Proliferative Diabetic Retinopathy
Source: Sankara Nethralaya
International classification of Clinical diabetic retinopathy and diabetic macular edema 
disease scales .
Early Treatment diabetic Retinopathy Study (ETDRS ) grading system is the gold standard for 
clinical trials but in clinical practice it was difficult to implement. There were too many levels and 
complicated grading rules which are difficult to remember.
This international DR grading system is based on an evidence-based approach derived from the 
findings of the Early Treatment of Diabetic Retinopathy Study (ETDRS) (25), the diabetic 
(retinopathy study) (26) and Wisconsin Epidemiologic Study of Diabetic Retinopathy 
(WESDR). These studies have provided the foundation of the understanding of diabetic 
retinopathy progression, risk factors, and outcomes of treatment .The pathology of the retina 
which leads to decreased capillary perfusion and ischemia are the main factors which contribute 
to clinical findings of DR. With an increase in diabetes prevalence, the prevalence and incidence 
of diabetic retinopathy has increased.
Principles for Development: 
The disease severity scales were based on the following principles: 
1. This should be based on solid scientific evidence, i.e., the ETDRS data.  Science should not be 
compromised. 
2. This would not replace the ETDRS, but provide a common, user-friendly terminology to 
describe disease severity and risk of progression categories. 
3.  This should be tied to levels of risk of progression to more severe disease, as described in the 
ETDRS and other research. 
4. The number of levels or stages of disease severity should be appropriate for communication, 
based on scientific evidence and practical for everyday use. 
6The recognition of the basic lesions (27) associated with diabetic retinopathy (28) will result in 
appropriate grading  for communicating the status of patients between ophthalmologists and 
endocrinologists, diabetologists and primary care physicians who take care of diabetic patients. 
The international clinical retinopathy (29) and Diabetic macular severity scales - ICDR was 
formulated with the help of international experts to capture the various clinical stages of  of  DR . 
Proposed Disease Severity Level Findings Observable on Dilated 
Ophthalmoscopy
No DR No abnormality
Mild NPDR           Only Micro aneurysm
Moderate NPDR More than mild, but less than severe NPDR
Severe NPDR   Any of the following: 20 or more intraretinal 
haemorrhages in each of 4 quadrants; venous 
beading in 2 + quadrants; intraretinal 
microvascular abnormalities in 1 + quadrant ; 
4:2:1 rule. No signs of PDR
Proliferative DR   (PDR) one or more of the following: 
neovascularization or pre-retinal or vitreous 
haemorrhage.
NPDR – Non proliferative diabetic Retinopathy
Table 1. International Classification of Diabetic Retinopathy 
Disease Severity Scale (29)
Proposed Disease Severity Level Findings Observable on Dilated 
Ophthalmoscopy
Diabetic macular edema apparently 
absent
No apparent retinal thickening or hard 
exudates in posterior pole
Diabetic macular edema apparently 
present
Some apparent retinal thickening or hard 
exudates in posterior pole 
Table 2. Diabetic Macular Edema Disease (DME ) Severity Scale
7Proposed Disease Severity Level Findings Observable on Dilated 
Ophthalmoscopy *
Diabetic macular edema present Mild diabetic macular edema: Some retinal 
thickening or hard exudates in posterior pole but 
distant from the center of the macula.
Moderate diabetic macular edema: Retinal 
thickening or hard exudates approaching the 
center of the macula but not involving the center.
Severe diabetic macular edema: Retinal 
thickening or hard exudates involving the center 
of the macula.
*Hard exudates are a sign of current or previous macular edema. Diabetic macular edema 
is defined as retinal thickening, and this requires a three-dimensional assessment that is 
best performed by a dilated examination using slit-lamp biomicroscopy and/or stereo 
fundus photography.
Table 3. If diabetic macular edema is present, it can be categorized as follows
Based on the ICDR Classification DR was divided into 5 stages and Severe NPDR, PDR and 
macular edema  are termed as sight threatening retinopathy.The progression of the disease takes 
several years from mild DR to sight threatening DR and hence annual screening and timely 
treatment has the potential to prevent visual loss .
There are features of DR which are not visible to the human eye and these features have to be 
measured and metrics developed to identify like in the case of  macular edema .  Healthy retinal 
images have variations and even the pathological signs of DR may have similarity to each other 
.Fundus photography has been used for diagnosis and documentation of clinical features of DR 
o o
.The minimum field of view is 45  horizontal and 40  vertical and image should be centred on the 
macula and include the optic disc . 
Confocal Scanning laser ophthalmoscopy: This imaging modality is based on the basic 
principles of confocal scanning which uses a specific type of laser to produce extremely high 
resolution images of the retina with very high special sensitivity. The images are usually 
presented in pseudo color depending on the wavelength of light used to acquire the image. 
Adaptive optics have been added to the scanning laser ophthalmoscopy systems to improve their 
lateral spatial resolution such that photoreceptors can be visualized in vivo using this technique. 
However, this technique is cost prohibitive and used only in clinical research settings currently. 
In addition to the high cost, these cameras are table mounted and heavy, making it difficult to 
carry in remote settings such as camps
8Ultra Wide field retinal imaging: The conventional fundus cameras produce images covering 
the central 45 degrees field of view. Fundus cameras capable of wide field imaging (Heidelberg 
Retinal Analyzer, Heidelberg, Germany) help in acquiring images that span 100 degrees of the 
retinal surface in one capture. Ultra wide field imaging captures 200 degrees field of view in a 
single capture and these fundus cameras are available from Optos Inc, USA. The advantages of 
using wide field and ultra widefield imaging is that larger areas of the retina can be visualized, 
greater pathology identified and fluorescein angiography done using these cameras yield 
extensive information regarding the perfusion status of peripheral retinal areas. These studies 
have (30) led to insight into the pathogenesis of DR, and have lead to newer classifications of 
DR, identification of predominantly mid-peripheral DR, correlation between DME and 
peripheral retinal ischemia and targeted scatter laser photocoagulation for treating DME and 
localized forms of  DR.Ultra wide field imaging has also been employed for screening of DR 
(31) for camp settings in the USA because it can now be performedeven in the nonmydriatic 
state. However, the technology is cost prohibitive and has not been widely adopted due to the 
cost. 
Optical Coherence Tomography (OCT) for diagnosing macular edema
The availability of OCT is the single most influential factor that has led to paradigm shifts in the 
management of DME. The OCT technology has evolved from time domain OCT to spectral 
domain OCT and the current versions belong to the Swept – source OCT. Each iteration of the 
OCT technology has brought greater resolution in image quality. 
The OCT essentially provides real life in vivo histopathology scans of the retina, spanning from 
the internal limiting membrane till the retinal pigment epithelium. Newer generation OCT are 
able to clearly visualize the choroid up to the chorio-scleral junction. 
DME is classified as either (32) spongy edema, cystoid macular edema, predominantly greater 
subretinal fluid, taut posterior hyaloid face and vitreomacular traction. The former three 
conditions, when involving the center of the fovea, is treated with intravitreal pharmacotherapy 
using either Vascular endothelial growth factor ( Anti_VEGf agents )  or steroids. The latter two 
conditions are treated with vitreous surgery. The treatment and retreatment criteria for DME is 
predominantly based on the OCT findings as well. 
CRITERIA FOR  REFERRAL OF DR-to ophthalmologists
Diabetic retinopathy preceded the diagnosis of diabetes in Wisconsin study and hence it is 
important to do retinal evaluation for patients (33) above 40 years of age .Type 2 Diabetic 
patients require fundus examination at the time of diagnosis (34) itself as 30% present with DR at 
the time of diagnosis of Diabetes.
.
9Early diagnosis of DR prevents visual loss and protocols established for referral after screening 
for diabetic retinopathy by Bresnick GH et al (35). Patients with diabetes (36) but without 
diabetic retinopathy are advised annual or 15 months interval of dilated fundus examination to 
rule out diabetic retinopathy. But less than one third report for DR screening due to challenges in 
transportation. Community based screening programs and innovative telemedicine strategies 
may improve compliance.
The ophthalmologists will do comprehensive examination with dilated fundus examination for 
all diabetic patients and based on the clinical features and visual disability, they are treated.
 Diabetic patients should be advised to consult physician for control of blood sugar and 
associated systemic complications.,   In type  2 diabetic patients, macular edema (8) occurs most 
frequently and is about 7.5 %   and is most common cause of moderate visual impairment in the 
working age adults .American academy of ophthalmology recommendations for treatment of 
DR is given below .
CSME = clinically significant macular edema; ME = non-clinically significant macular edema; 
NPDR = nonproliferative diabetic retinopathy; PDR = proliferative diabetic retinopathy.
Severity of Retinopathy Presence of Macular Edema Follow-up (Months)
Normal or minimal NPDR            No            12
Mild NPDR            No            12
           ME            4-6
           CSME            1*
Moderate NPDR            No            12
           ME            3-6
           CSME            1*
Severe NPDR            No            4
           ME            2-4
           CSME            1*
Non-high-risk PDR            No            4
           ME            2-4
           CSME            1*
High-risk PDR            No            4
           ME            4
           CSME            1*
TABLE 4.  MANAGEMENT RECOMMENDATIONS FOR DIABETIC (37) 
PATIENTS WITH DR
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CSME = clinically significant macular edema; ME = non-clinically significant macular edema; 
NPDR = nonproliferative diabetic retinopathy; PDR = proliferative diabetic retinopathy.
TABLE 5: Criteria and degree of urgency for referral of a patient (8) 
with DR to the ophthalmologist.
"Lesions requiring 
immediate assessment 
by the 
ophthalmologist"
Proliferative retinopathy (i) New vessels on the optic disc or 
at any location in the retina
(ii) Preretinal hemorrhage
Advanced diabetic (i) Vitreous hemorrhage
(ii) Fibrotic tissue (epiretinal 
membrane)
(iii) Recent retinal detachment
(iv) Iris neovascularization
"Lesions that should be 
referred to the 
ophthalmologist for 
assessment as soon as 
possible"
Preproliferative retinopathy (i) Venous irregularities
(ii) Multiple hemorrhages
(iii) Multiple cotton-wool exudates
(iv) Intraretinal microvascular 
abnormalities (IRMA)
“Nonproliferative 
retinopathywith macular 
involvement"
“(i) Decreased visual acuity 
uncorrected with a pinhole 
occluder(suggestive of macular 
edema)"
(ii) Microaneurysms, hemorrhages, 
or exudates within less than one disc 
diameter of the center of the macula 
(with or without vision loss)
"Nonproliferative 
retinopathywithout macular 
involvement"
“(I) Hard exudates with a circinate 
or plaque pattern in the major 
temporal vascular arcades"
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Visual Impairment and blindness due to DR
Thomas et al (38) had conducted a large national community based screening program involving  
91,398 diabetics for detection of DR in Wales. The prevalence of DR was 30% .The major risk 
factor was duration of diabetes .A structured screening program with early detection will reduce 
the  incidence of blindness .
Diabetic retinopathy in its early form is often asymptomatic, but amenable to treatment. The 
progression from no retinopathy to blindness can occur quickly within a decade or can take up to 
two decades and this relatively slow rate enables DR to be identified and treated at an early stage. 
Development and progression of DR is related to duration and control of diabetes as shown by 
the UK Prospective Diabetes Study (UKPDS). The Early Treatment of Diabetic Retinopathy 
Study (ETDRS) showed that treatment with laser photocoagulation can more than halve the risk 
of developing visual loss from proliferative diabetic retinopathy (PDR) and macular edema.  
Every effort must be made to help patients never to reach this advanced stage DR, as, by then, full 
sight recovery may no longer be possible and even the best treatment may still leave many 
severely visually impaired.Broad guidelines estimate that 1 in 3 diabetic patients (39) will 
develop DR and 1 in 10 diabetic patients will develop vision threatening DR.
Janet L.Leasher et al based (40) on Global burden of disease study 2010 reported that globally 
32.4 million were blind and 191million had visual impairment out of which 0.8 million blind and 
3.7 had visual impairment due to DR .
Fundus photography 
Retinal photography reflects the health status of the human eye and aids in the diagnosis of 
various eye conditions. Medical imaging (41) has undergone rapid transition and enhancement 
from non-digital imaging to digital imaging Choices of digital cameras available from 
photographic cameras to cell phones .Non mydriatic cameras capture images through small 
pupil and depend on physiologic dilation. They are used in screening programs and physician 
offices .Mydriatic cameras require pupillary dilation and provide better fundus images and are 
used in ophthalmology clinics.
An image based system ,the Picture Archiving and communications system(PACS) is used for 
the acquisition, storage, archiving, display and remote manipulation of retinal images .The 
universal PACS storage is Digital imaging and communications in Medicine (DICOM)  .The 
fundus images in this study are stored as Joint photographers experts group (JPEG ) images 
Fundus photography (42) has been the cornerstone of documenting diabetic retinopathy (DR) for 
the past few decades. Photography criteria were established by international researchers at the 
Airlie House Symposium in 1968, followed in 1981 by the Diabetic Retinopathy Study's 
standards for detecting and grading DR severity by using stereoscopic 35-mm slides (lm).
12
The evolving protocol and DR severity classication system were expanded in 1991 by the Early 
Treatment Diabetic Retinopathy Study (ETDRS). Today, ETDRS 7 field photography is the gold 
standard  for diagnosing DR against which other DR assessment approaches are measured. 
Expert photographer and pupillary dilation is required for 7 field photography and it is time 
consuming and hence not effective as a screening tool . Helen k..li et al have (42) compared film 
versus digital fundus photography and the results that there was substantial agreement in grading 
DR. in both methods Fundus photographs (43)  is a permanent method of documentation for DR.  
The sensitivity and specificity (44) of fundus photographs for detecting the presence or absence 
of DR depends on the site (hospital /campsite ) camera (nonmydriatric /mydriatric ) with or 
without dilation and trained  fundus photographer with qualifications or lay person. Mydriatic 
fundus photographs taken with the help of trained photographers have good sensitivity and 
specificity
Helen .k.li and Hubbard et al (45) have assessed and compared monoscopic and stereoscopic 
digital fundus photography for grading severity of DR .Stero fundus photography has been used 
in many clinical studies.  By taking photographs of the retinal image from two different positions 
a stereo image is produced. Depth perception helps to differentiate neovascularization above the 
plane of retina from intraretinal microvascular abnormalities (IRMAs).Steropsis helps  in 
identifying fibrous proliferation ,preretinal Haemorrhage and Macular edema .Stero imaging 
requires clear media and well dilated pupils more than 6mm for depth perception .Dilation in 
diabetics is limited by autonomic neuropathy .Optical viewers are required to view stereo fundus 
photographs. Observers with unequal visual acuity in both eyes have difficulty in viewing 
stereopsis. 85 patients  were enrolled in this study and three readers evaluated all the retinal 
images .The results from this study showed  good agreement between the monoscopic( dilated)  
and stero digital fundus photographs .For detection of Neovascularization stereopsis is better but 
in monoscopic images there were other features of retinopathy to identify the stage of PDR 
Mydriatic versus Non mydriatic  fundus photographs 
Vujosevic et al performed a study to evaluate whether Non mydriatic  45 degree single/multiple 
retinal photographs can replace the mydriatic seven field fundus photographs and (46) found 
results to support that a  single Non mydriatic 45 degree fundus photograph centred on the 
macula is sufficient to diagnose the presence or absence of DR.
Silva et al (47) have used a fundus camera with low flash light for taking Non mydriatic 
images(45 degree) and compared it the Standard mydriatic seven field (30 degree)  and dilated 
clinical examination by a retinal specialist. The study was conducted in 67 subjects with 126 eyes 
.There was good agreement within the three modalities   with a significant Kappa value .
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High flash exposure is a barrier during nonmydriatic retinal imaging and hence low flash will 
improve the quality of images . 
Single field fundus photography for screening diabetic retinopathy is not a substitute for 
comprehensive eye examination but can be used as a screening tool to identify DR..The authors 
George A.williams  et al (48) had reviewed 32 articles and confirmed Non nonmydriatic  single 
field fundus photography is convenient and cost effective when interpreted by trained readers 
when compared to 7 field fundus photographs. The sensitivity and specificity of nonmydriatic  
single field  fundus photographswas 61-90% and 65-90% when compared with standard seven 
field fundus photography .
Eric K.chin et al (49) evaluated the accuracy of non nonmydriatic  single 45 degrees fundus 
photographs of the disc and macula in remote rural sites and in the urban medical center for 
diagnosis of DR, using a retrospective study design. These images following transmission were 
read by the retinal specialist. Diabetic patients who had not adhered to the annual eye 
examination were chosen as subjects .872 patients from rural sites and 517 subjects from urban 
sites underwent fundus photography and the images were of good quality in 82%-85% of 
subjects. DR was diagnosed in 29.6% of urban patients and 12.6% of rural patients. Authors 
concluded that nonmydriatic  single field photography was useful for diagnosing DR . 
Gupta et al (50) in this prospective study enrolled 500 diabetic patients(1000 eyes) in the 
endocrinology clinic .All the patients underwent nonmydriatic  three 45 degree retinal fields 
,optic disc and macula ,superotemporal and nasal to the disc and then underwent dilated fundus 
photography for the same fields .Two retinal specialists independently reviewed the retinal 
images and noted the gradability of the images and the presence of DR .25% of the nonmydriatic  
images were not gradable out of 1000 eyes .In the gradable images the results showed 83-84% 
sensitivity .The authors have reported that in Indian eyes due to dark iris and pupillary 
constriction the number of unreadable images is high and hence the referable rate to the 
ophthalmologist has also increased. Diabetic (51)  Patients older than 60 years had more 
incidence of ungradable (52) images .
Murgatroyd H.et al (53) had evaluated the effect of mydriasis and 3 field fundus photography on 
screening for DR .This study had 398 patients and the results showed that mydriasis reduced the 
number of ungradable images .Mydriasis and 3 field fundus photography  did not improve the 
sensitivity and specificity of diagnosis of DR .
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Silva et al (54) compared the diagnosis of DR and the rate of ungradable images between 
nonmydriatic ultrawide field imaging (n=8109 patients)and nonmydriatic multifield fundus 
photography (n=17526patients) The severity of DR peripheral lesions could be identified  and 
the number of ungradable images were reduced and accuracy of DR diagnosis improved with 
nonmydriaticultrawide field imaging In a national  teleophthalmology program. Authors also 
noted that neovascularization elsewhere can be easily diagnosed with ultrawide field fundus 
photography (55) .
Fundus camera
First commercially available fundus camera was made by Carl Zeiss in 1926 and with the advent 
of digital revolution the fundus camera have evolved with many changes The traditional fundus 
(56) cameras are costly, bulky, office based table top and technician dependent  .Advanced 
camera systems have filters  for autofluoresence ,fundus Fluorescein angiography ,indocyanine 
green angiography and automated analysis .The latest versions of table top fundus camera are 
less costly  and provide good quality retinal images .The various fundus  camera are given in the 
tabular form.
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Table 6. Technical Specifications of Fundus Cameras 
Name Design
Principle
Pupil Field
Of View
Image Sensor/
Display
Miniature table-top design
iCam Reflective imaging
using white light
Nonmydriatic 
o
45 12-bit CCD, 5.2 MP,
computer interface
3nethra (Classic
and Royal)
Reflective imaging
using white light
Nonmydriatic
o
45 3 MP, computer
interface
dRS Reflective imaging
using white light
Nonmydriatic
o
45 H
o
40 V
5 MP, 10.4-inch
touchscreen color
display; WiFi and
Ethernet connected
EasyScan Confocal SLO, 
with
green, NIR
Nonmydriatic
o
60 H
o
45 V
Photodetector-based
computer interface;
network 
connectivity
Topcon TRC-
NW8Fplus
Reflective imaging
using white light
Nonmydriatic
o
45 8 MP digital SRL
camera
Zeiss VISUCAM
200
Reflective imaging
using white light
Nonmydriatic
o
45 and
o
30
CCD 5.0 MP, 19-
inch
TFT
Kowa Nonmyd7 Reflective imaging
using white light
Nonmydriatic
o
45 12 MP digital 
camera
Canon CR-2 Reflective imaging
using white light
Nonmydriatic
o
45 18 MP EOS digital
camera
OCULUS Image-
Cam 2 digital slit
lamp camera
Slit lamp-based Not specified Not
specified
2 MP resolution
California ultra-
widefield
Retinalimaging
Reflective imaging
using multiple
wavelengths
Nonmydriatic
o
200 Not specified
Point-and-shoot
off-the-shelf 
digital
camera-based
Conventional
optics + camera 
lens
Mydriatic
o
50 Camera CMOS
sensor
16
Table 7. Technical Specifications of Fundus Cameras
Name Design
Principle
Pupil Field
Of View
Image Sensor/
Display
Integrated adaptor-detector-based (hand-held)
iExaminer+ PanOptic
ophthalmoscope
iPhone + 
PanOptic
ophthalmoscope
Nonmydri
atic
o
25 iPhone 4S camera
Volk Pictor Reflective 
imaging
using white light
Nonmydri
atic
o
40 5 MP, TFT LCD
detector, WiFi/USB
connectivity
VersaCam Reflective 
imaging
using white light
Nonmydri
atic
o
40 2 MP camera,
3.5-inch color LCD
JedMed Horus
Scope
Reflective 
imaging
Nonmydri
atic
Not
specified
2 MP HD camera,
3.5-inch color LCD,
PC connectivity
through USB
Optomed Smartscope Conventional 
optics
Nonmydri
atic
o
40 5 MP CMOS image
sensor, 2.4-inch TFT
LCD detector, PC
connectivity through
USB
Kowa Genesis-D Conventional 
optics
Mydriatic Not
specified
2 MP digital camera,
2.5-inch TFT LCD
display
Riester ri-screen
multifunctional digital
camera system
Slit lamp-based Nonmydri
atic
o o
25 or 40 3.5-inch full HD full
color TFT-LCD 
display
Smartphone-based (hand-held)
Ocular Cellscope iPhone + 
conventional
optics
Mydriatic
o
55 iPhone
PEEK iPhone + external
lens
Mydriatic
o
20 iPhone
Harvard Medical
School prototype
iPhone + external
lens
Nonmydri
atic
0
45 iPhone
3D - three-dimensional; CCD  - charge-coupled device; Cyl- cylindrical; D -diopters; H- horizontal;  
HD- high-definition; LCD- liquid crystal display; MP- megapixels; NIR-near-infrared; PC- personal 
computer; PEEK- Portable Eye Examination Kit; SLO- scanning laser ophthalmoscopy; Sph- spherical; 
V- vertical; TFT- thin-film transistor.
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Chole Bedard et al  (57) has done systematic review on usage of non mydriatic  retinal cameras 
without pupillary dilation .He also compared non mydriatic fundus photography with the 
reference standard  of seven field 30 degree mydriatic  fundus photograph  in the community . 
The sensitivity to detect DR ranged from 68-98% and specificity from 65-98%   .The sensitivity 
increased with use of Optus fundus camera in comparison to traditional fundus cameras like 
Topcon and cannon .Sensitivity increased with multiple fields than with single field.
Smartphones used as fundus camera
Smartphone (58) are portable, affordable, have advanced image viewing capacity and have 
connectivity for transmission of images and hence smart phone ophthalmoscopy is suitable for 
community screening programs . Smart phones (59) are android and apple phones (iphones) (60) 
and are widely used in many clinical applications(EMR,clinical support system ,pupillary 
evaluation, amsler chart,near vision charts ,fundus photographs and others) (61) in 
ophthalmology.Most doctors own a smart phone and are familiar with it. Patient information 
must be kept confidential when phones are used for patient data.
Sajeesh Kumar et al (61) have compared the diagnostic accuracy of DR fundus images for iphone 
and office computer workstation.Fundus images were taken using Topcon fundus camera NW 
300 (non mydriatic  camera )stored as DICOM images and viewed remotely 
(teleophthalmology) by two ophthalmologists either in the smartphone or computer workstation 
and graded the DR independently. The  quality of fundus images viewed by smartphone and 
computer workstation matched well with each other .
Previous work has been done at Sankara nethralaya  to determine if , smartphones (62) are 
comparable to laptop computers for image diagnosis in Teleophthalmology. 114 patients (228 
eyes) underwent fundus photography with Topcon fundus camera NW 200 and were transferred 
to the smart phone and laptop .The smart phones in this study are HTC sensation and LG optimus  
G2X . and 92.5 % cases were correctly diagnosed by the smart phone and laptop.Smartphone 
analysis revealed 98% sensitivity,57% specificity 26.5% of patients had DR ..Smart phones are 
effective in diagnosing various retinal conditions .
Andrea Russo et al (63) have compared smart phone ophthalmoscopy with slit lamp 
biomicrposcopy for grading DR and detection of  diabetic macular edema  . The D-eye adapter 
was attached to the apple phone 5 and by a retinal specialist dilated  fundus examination was 
done on 120 patients (240 eyes ) .
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By an  another retinal specialist ,  slit lamp biomicroscopy was done for all the patients. Good 
agreement of 85% between both methods was reported by the authors. 
Ryan ME and Rajalakshmi et al (64) compared smart phone fundus photography ,non mydriatic 
fundus photography and dilated 7 field mydriatic fundus photography for detection  and grading 
of DR .300 patients underwent fundus photography by all 3 modalities  and gold standard was 7 
field  fundus photography ,Smartphone and non mydriatic fundus photography were able to 
diagnose DR but mydriatic fundus photography is more sensitive to diagnose of DR .Smart 
phone is cheaper ,portable and has transmission capabilities .
Nigel M. et al (65) have reported that welch Allyn the ophthalmocope has manufactured 
iExamineris attached to iphone4 which can capture retinal images .Adapters which allow retinal 
photographs to be taken through direct ophthalmoscopy is PEEK (66) Fundus photographs taken 
by non health workers was compared with fundus photographs taken by trained technician using 
table top fundus camera.The photographs were analzed (67) by Moorfield eye Hospital reading 
centre London UK The authors repoeted good agreement and a Kappa value of 0.71.for optic 
nerve head imaging. PEEK is being compared with retinal cameras. Topcon NRW6, in 18 sites of 
DR screening programs in Tanzia and initial results are good for dilated fundus images and 
complete results have not be published yet .Standard policies and (68) framework is needed for 
M Heath and there has to be understanding between clinicians and technical persons .
A mobile phone-based retinal camera (69) for portable wide field imaging. Robi N Maamari et al  
have mentioned a mobile phone based retinal camera ocular cellscope attachment to the iphone 
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4s which has the capacity to take fundus photographs with 55  field of view .The fundus 
photograph has about 46 pixel per retinal degree and the minimal requirement is only 30 pixel per 
degree as given by UK Nation Health Service (70) for diabetic retinopathy screening .
Diabetic Retinopathy screening in the global scernio
Worldwide there will  439 million diabetic patients by 2030 and they will require an annual 
retinal evaluation as advised by WHO , American Academy of ophthalmology  and American 
diabetic (71) Association. In the diabetic population Hazin R et al (72) have observed that less 
than 65% undergo the annual retinal examination (73) and in the rural population it is only 10-
20%.
Sheppler CR et al (74) have indicated Clinicians should explain the importance of annual eye 
examination to all diabetic patients and also discuss the perceived misconceptions and barriers. 
The common barriers are transportation ,lack of awareness ,cost and others .
Different models have been developed (75) for DR screening and they are implemented to 
varying degrees across the world which are Ophthalmologist led model, Telemedicine 
/Teleophthalmology and Opportunistic screening.
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1) Ophthalmologist led model: Outreach screening camps in the community conducted by 
ophthalmologists (12) , screen people for diabetes (76) and its complications, and patients with 
sight threatening DR are referred to the hospital for treatment. the sensitivity of the indirect 
ophthalmoscopy to detect DR was 85% and 95% and sight threatening DR was 72 % and 100%.
MANPOWER
Concentration of ophthalmologists and paramedics in urban settings, lack of infrastructure as 
well as adequately trained manpower are a few significant reasons for the high magnitude of 
avoidable blindness in remote and (77) underserved areas. In order to prevail over the barriers to 
utilization of eye care services, there is an imperative need to design comprehensive yet 
sustainable eye care programs to facilitate easily accessibility to the remote areas.. 
Comprehensive eye examination at such camps must ensure quality and identify the various 
vision threatening ocular diseases and refer to the hospital.
Ophthalmologist to patient ratio is 0.9:100000  for the Indian population (78). There is an acute 
shortage of skilled manpower to screen DR in rural India where only 0.3 ophthalmologists per 
100000 population is available. The two methods of DR screening are either ophthalmologist led 
or optometrist led. The limited number of ophthalmologist available has led to use of 
teleophthalmology as a screening tool. In the optimal screening model, paramedical staff visit 
the venue and acquire the images and transfer the images to the ophthalmologist at the base 
hospital.  We have introduced mobile units for comprehensive eye care delivery and have 
successfully conducted eye camps since 2003 .
Majority of the ophthalmologists (79) are trained in cataract surgery and only 7-8% are trained in 
the management of DR .There is lack of resources for implementation of large scale diabetic 
retinopathy screening and to bridge this gap and to overcome geographic and economic 
constraints automated DR screening is being considered .
 The eye care facilities to tackle the treatment of diabetic retinopathy across India was evaluated 
by the authors Gilbert c et al (80). A total of 86 centers was enrolled in this study and results 
showed that gap existed and the need for more resources.
2) Telemedicine / Teleophthalmology
Telemedicine (81) helps in remote imaging of fundus photographs for vision threatening 
retinopathy (82) which may be asymptomatic. A significant application of Tele medicine, 
integrating electronic communication and medical technology (83) is emerging as an important 
tool connecting specialized care of health care providers and people living in far and remote 
underserved areas using live video conferencing, or real-time medical image 
sharing/communication portals.
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This combination of telemedicine technology paired with specialty medical devices enables a 
remote physician to "see" the patient as if they were actually in the exam room with the 
patient.Teleopthalmology (84) also address issues such as transportation, costs, concern over 
pupillary dilation and adherence to recommended annual examination.
Standard guidelines for Telemedicine based DR Assessment programs (84)
1)Goals and end results of the program have to be defined
2) Efficient comprehensive  eye examination to detect the presence of DR .
 3) Cost effectiveness and reimbursement from insurance companies
4) Program meets the legal and regulatory requirements 
 5 ) Efficient Technology platform with support from information and technology experts .
 6) Repeated evaluation of the program based on evidence based medicine
Severe visual loss is prevented in 90% of DR  patients by timely diagnosis and (85, 86) treatment 
Accuracy of DR diagnosis in various Telemedicine programs have been published. 
Lili Shi  et al (87)had evaluated 20 or more publications  on  DR Telemedicine  programs and 
evaluated the accuracy of detection of various stages of DR especially sight threatening DR .The 
study involved 1960 participants and the sensitivity varied from 53% -80% for various stages of 
DR and specificity was 89 %- 91%.Telemedcine programs combining mydriasis  with wide 
angle(100 -200 degree ) digital fundus photographs were more efficient in diagnosing DR  than 
non mydriatic  combined with narrow angle (45-60 degree ) fundus photographs .
Irena Tsui et al (88) evaluated the  tele retinal program at the West Los Angels Veterans Affairs 
Medical centre in USA.516 patients referred from primary care physicians office underwent 
nonmydriatic photography by TRC -NW8 Topcon camera and 120 patients were taken up for 
Analysis .15% had DR  and 50%  of  total patients were referred due to other  ocular diseases .
The various ocular diseases(89)in patients with diabetes were also diagnosed  in the teleretinal 
screening programs (90) for DR using non mydriatic  camera .Age related macular degeneration, 
glaucoma and other ocular disease  were diagnosed. 
Various studies indicate   that telemedicine (91) increased the percentage of  diabetic patients 
who underwent annual eye examination compared with traditional eye examination .Poor 
quality of images obtained from nonmydriatic cameras are the common causes for referral to the 
ophthalmologists .
Teleophthalmology was implemented in all the optometry centres (92) in Spain and all patients 
underwent fundus photography using nonmydriatric camera .50384 patients were part of the 
study and 75 % of the patients were normal and  1% had diabetic retinopathy .Telemedicine    
was a useful screening tool for ocular diseases.
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Sajeesh Kumar et al (93) have confirmed that teleophthalmology services are much cost 
effective in  remote and rural areas in comparison to consultation with an ophthalmologist. The 
cost of setting up a telemedicine unit is  also considered .
Nita .G .Vaikodath et al (94) had enrolled about 97 diabetic patients to study patient attitude to 
telemedicine.97% of patients had not heard about telemedicine and 32% of the population were 
unsure about participating in the program.48% participants insisted on the interaction with the 
ophthalmologist and 69% were willing to participate in the telemedicine program compared to in 
person eye  examination .Diabetic patients with longer duration of diabetes with systemic 
comorbidities were the persons who were unwilling to use telemedicine .
Mobile Teleophthalmology vans conduct camp in the rural villages where patients with diabetes 
have nonmydriatic digital retinal images taken by paramedical staff at an outreach location,  and 
transmitted via satellite or internet connectivity to the central telemedicine HUB and fundus 
images are analyzed remotely by an ophthalmologist from the hospital. Telemedicine has been 
shown to be effective as a screening tool (95)in the diagnosis of Diabetic retinopathy and the SN-
DREAMS study from Sankara Nethralaya has published several papers showing thisit is a cost 
effective screening tool.
Opportunistic screening- diabetics can be screened when they visit a physician (96) or diabetes 
specialist. A trained technician takes the fundus photos of these diabetic patients using 
nonmydriatic fundus cameras, and sends them for diagnosis and grading by an ophthalmologist 
remotely. The images are read and a report is generated and sent back to the diabetic center on the 
same day. The patient is advised based on the report received. The physicians (97) themselves 
examined the patients for diagnosis of DR with direct and indirect ophthalmoscopy and fundus 
photographs and referred the patients to ophthalmologist. Good control of diabetes with lower 
values of Glycosylated hemoglobin (98) lowers the risk of diabetic retinopathy .Moreover 
discussion of DR findings after nonmydriatic imaging during an endocrinologist visit 
(99)improved the glycemic control .
Pia Roser et al (100) have reported that using a non mydriatic  fundus camera in a diabetes clinic 
improves the early detection of diabetic retinopathy and the study included 502 patients.
A.chabouis et al (101) evaluated a telemedical program (OPHDIAT ) in France and they 
evaluated 500 case  reports of patients from five reference hospitals who had attended the  
OPHDIAT program and the results showed that diagnosis of  DR improved in the diabetology 
departments.
Pharmacy Based Screening 
Diabetic patients (102) will have to visit pharamacy (103) for antidiabetic medicines and hence 
teleophthalmology program using non mydriatic camera is implemented here and was found to 
be effective .
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Telescreening for DR in  India
Screening programs for DR are very varied and suffer from a lack of information about the best 
screening protocol , in terms of how frequently people should be screened and who should be 
targeted and hence new models have to be developed. Another limitation is the lack of 
engagement with physicians and endocrinologists in screening, as most activities did not entail 
joint planning, implementation or monitoring of screening . There is no national screening 
program for DR in India .
Since 1990, India has made rapid strides in the fields of communication and information 
technology. For decades, research has revealed that communities most likely to benefit from tele-
ophthalmology are those least likely to afford it, or to have the requisite telecommunication 
infrastructure. However, this may no longer be accurate. In contrast to the challenge of providing 
quality care to patients in rural villages, Internet connections and computer literacy are becoming 
more affordable and widespread thus enabling increased interest shown by health care providers 
and patients alike .
Tele Ophthalmology, being one such area of great potential aims to provide diagnostic and 
medical care to the large, rural regions of India. Telemedicine is most effective in India(78) as it 
has a vast land area coupled with varied topography. With the majority of the population living in 
rural areas, and specialist doctors living in urban area, telemedicine gives benefits, such as 
improved and convenient access, reduced health care cost, extended access to specialist's 
consultation, increased patient care and improved quality (1) of health care.22.4 million persons 
are expected to have DR by 2030.  
Teleophthalmology has enabled screening of common ophthalmic diseases especially diabetic 
retinopathy (DR) age related macular degeneration ,retinopathy of prematurity,  glaucoma and 
orbital disorders. Digitized Imaging modalities transmitted via tele link using store and retrieval 
system  has aided diagnosis  of clinical diseases and ophthalmology lends itself easily to tele 
ophthalmology.  
Remote imaging  of fundus photographs of diabetic patients who may be asymptomatic  to rule 
out vision threatening DR will result in early detection and treatment and hence reduce the cost  
.Implementation of Telemedcine programs  in rural India requires financial viability for use at 
national level .
Sankara Nethralaya (104) is the pioneer in mobile tele ophthalmology practice in rural India. The 
project was inaugurated by Former President of India – Dr. A. P. J. Abdul Kalam on 10th October 
2003. With the help of the Indian Space Research (105) Organization( ISRO) and VSAT, satellite 
connectivity was implemented for establishing communication to the base hospital from Eye
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camps that were conducted at remote villages.Similiar programs (106) were also in other 
hospitals .
 Concept of  Vision Centre
The model of vision centre (107) is envisaged by the Vision 2020 – The Right to Sight, a global 
initiative of International Agency of Prevention of Blindness (IAPB – a global machinery 
working across the world for the prevention of avoidable blindness). IAPB has unveiled four tier 
pyramid model to provide eye care for the needy population where vision centres (108) are at the 
primary level. Aligning with this initiative, Government of India is planning to set up many 
vision centres across the country.for providing basic eye care services on a permanent basis in 
villages. Each vision centre will cover a population of about 45,000 - 50,000.
All the patients examined at the vision centre are consulted with the ophthalmologist at base eye 
Hospital who will interact with patients. Patients who require procedural intervention are asked 
to come to the hospital. These vision centres work closely with the community through 
community workers who create awareness about the eye problems in the community. This model 
is implemented in Arvind eye care ,Madurai and LV Prasad ,Hyderabad.
Previous Work Done at Sankara Nethralaya on Telescreening for DR:
Tamil Nadu:
Raman R et al  estimated the prevalence of DR to be 18% in an urban south Indian population of 
5999 (109)diabetic subjects older than 40 years of age. Duration of diabetes was the most 
common causeof DR .The methodology is given in detail (110) .
Raman et al in another study (111) found that prevalence of diabetic retinopathy was related to 
age of onset of diabetes .Diabetic patients younger than 40 years of age (30-39 years) had a 
prevalence of 33% of DR and 5.8% of sight threatening retinopathy in an urban south indian 
population of 1414 diabetic patients. Agarwal and Raman et al (111) have reported the 
occurrence of DR in the targeted diabetic group (6.7%) as well the occurrence of DR in the new 
diagnosed diabetics (11.7% ) in the general population as well in the diabetic clinics in rural and 
urban south India .No significant difference was noted in the occurrence of sight threatening 
DRin the urban versus rural population. DR occurs much earlier before the patients are 
symptomatic and hence it is important to diagnose DR before visual loss 
Raman et al (112) have also reported that increase in glycosylated HbA1C increases the 
incidence of sight threatening retinopathy from 5-8% to 11-20% .All patients underwent dilated 
four field fundus photography  for diagnosis of sight threatening diabetic retinopathy .
Sankara Nethralaya (113) compared the prevalence of diabetic retinopathy in the 
ophthalmologist based model versus the ophthalmologist led model  (114) . In the latter, the 
optometrist (115)examines the patient at the remote site and transmits the patient's data and
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images using tele connectivity to the base hospital. From 2004 to 2005 in rural South India, 3,522 
diabetics underwent the ophthalmologist - based diabetic retinopathy screening, and 4,456 
diabetics underwent the ophthalmologist-led model.  519 (14.7%) were diagnosed with diabetic 
retinopathy in the ophthalmologist- based model and 853 (19.1%) in the Ophthalmologist– led 
model and had more prevalence of sight –threatening retinopathy than the ophthalmologist – 
based model (6.3% vs. 5%).
Raman et al evaluated the efficiency of Telehealth program (116) for diabetic retinopathy in 511 
diabetics in rural south India by conducting screening camps. All patients underwent dilated 
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single field 45  macula centered fundus photographs and indirect ophthalmoscopy by retinal 
specialist and there was good agreement between both methods of examination for diagnosis of 
DR .19% of patients had DR  in this study.Telemedcine programs are effective as a screening tool 
for DR .It has was proven in this study(117) that single field 45 degree fundus photograph is 
sufficient for diagnosis of  DR .
Study conducted by Kumari Rani (118) et al evaluated whether  patient   were satisfied from 
using telemedicine services. 97 %  patients were willing to undergo eye examination using 
teleophthalmology camps .74% patients felt that doctors instructions were clear on 
videoconferencing .
To prevent visual loss from sight threatening retinopathy the authors PK Rani and Raman et al 
suggest (119) the need for comprehensive education of diabetic patients. This was implemented 
in five districts of Tamilnadu.
Karnataka:
Currently nearly 60,000 diabetics have been screened for DR and approximately 5,000 sight – 
threatening diseases have been identified and treated.
Telescreening program for diagnosis of DR in five districts of Karnataka was found to be cost 
effective by Sudhir et al (120). Teleophhalmology was implemented using satellite connectivity 
provided by the Indian space and research organization (ISRO).The fundus images are beamed 
to the base hospital and a retinal specialist or general ophthalmologist diagnoses the fundus 
images and interacts and advises  the patient .The ophthalmologists / population ratio is 
1:107,000 ratio and hence in rural India teleophthalmology is effective for screening DR .Cost 
Sudhir et al have compared the cost of DR screening in camps and hospital based consultations in 
rural south India. They concluded that two yearly screening (121) was cost effective but annual 
screening is not cost effective in the rural Indian villages .
DR Screening guidelines by American Telemedcine Association
The American telemedicine association has established evidence based (122) standards for 
robust platform and effective workflows .The Classification of diabetic retinopathy by the 
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American   Telemedicine Association for Tele-screening is given below:- Category 1
Category 1 validation indicates a system can separate patients into two categories: (a) those who 
have no or very mild non-proliferative DR (ETDRS level 20 or below), and (b) those with levels 
of DR more severe than ETDRS level 20. Functionally, Category 1 validation allows 
identification of patients who have no or minimal DR and those who have more than minimal 
DR.
Category 2
Category 2 validation indicates a system can accurately determine if sight-threatening DR is 
present or not present as evidenced by any level of DME, severe or worse levels of no 
proliferative  DR (ETDRS level 53 or worse), or proliferative DR (ETDRS level 61 or worse).25 
Category 2 validation allows identification of patients who do not have sight threatening DR and 
those who have potentially sight-threatening DR. Patients with sight threatening DR(STDR) 
generally requires prompt referral for management.
Category 3
Category 3 validation indicates a system can identify ETDRS defined levels of non-proliferative 
DR (mild, moderate, or severe), proliferative DR (early, high-risk), and DME with accuracy 
sufficient to determine appropriate follow-up and treatment strategies. Category 3 validation 
allows patient management to match clinical recommendations based on clinical retinal 
examination through dilated pupils.
Category 4
Category 4 validation indicates a system matches or exceeds the ability of ETDRS photos to 
identify lesions of DR to determine levels of DR and DME. Functionally, Category 4 validation 
indicates a program can replace ETDRS photos in any clinical or research program
Development of  DR Algorithm
Software applications are being developed for automated detection of DR,  as recent advances in 
the imaging of the retina have led to high quality digital fundus images .The development of the 
Automatic retinal assessment software lays emphasis on identifying and quantification of 
pathological features of diabetic retinopathy. The diabetic retinopathy Algorithm should 
perform like a human pathologist in identifying the features of DR.Examination of prior art and 
existing DR systems indicates that two approaches are possible for the design of DR analyser 
software:
Bottom-up approach: closely simulates the image reading process performed by human 
experts -- first detects visible lesions related to DR, such as red and bright lesions. Based on the 
detection, the module estimates the probability that the image depicts a referable case. Majority 
of the published DR screening research uses bottom-up approach.
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Black-box approach: directly arrives at outcome of whether the image is normal or 
pathological, based on implicitly determined image descriptors. The set of descriptor values 
observed in normal and pathological images provides a statistical basis for the final decision.
The notable groups working in development of DR screening module outside India are
 US (University of Iowa)
 UK (Scotland)
 Europe: Finland, Portugal, Netherlands
 Australia, New Zealand.
The retinal images are identified for normal anatomical features as optic disc, macula and blood 
vessels and then features of DR like micro aneurysms, retinal hemorrhages, exudates, new 
vessels and others can be quantified in terms of location and pathology. There are two basic ways 
in which automated image analysis software are designed.
 Image processing (Image/ Signal de-noising, Spatial/ frequency domain filtering, Image 
enhancement, Histogram equalization, Contrast stretching, Low pass filtering (to obtain 
the overall information), High pass filtering to obtain only the edge information) .
 Deep machine learning including training neural networks and artificial intelligence 
protocols. 
Review of literature of different modalities of development of the Algorithm are given below.
(M.R.K.Mookiah, et al., 2013)Proposed a system for (123) automated classification of normal, 
NPDR and PDR images by detecting blood vessels area, bifurcation (node) points, exudates 
area, and other texture information from processed retinal images. The authors report a 
comparison among different machine learning techniques for predicting the DR grade of a given 
image.
(Antal, et al., 2012) proposed a (124) method to reduce the computational burden of automatic 
screening system with a two-phase decision support framework. The first step is a pre-screening 
algorithm to classify input images based on severity of abnormalities, and a second step 
identifies regions of interest in the fundus. The regions are used as input to specific lesion 
detectors for detailed analysis.
(D.Saleh & C.Eswaran, 2012) have designed (125)  an automated diagnosis system for NPDR 
based on detection and analysis of micro aneurysms (MA) and hemorrhages. Their system 
quantifies severity level of  DR based on the number and location of  MA and hemorrhages.
(Roychowdhury, Koozekanani, & Parhi, 2012) presents a system (126) which suppresses optic 
disc, and detects bright lesions and red lesions at very low false-positives per image.
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(Quellec, et al., 2012) present a multiple-instance (127) learning framework for automated 
image classification based on set of reference images marked by clinicians. The system detects 
patterns occurring only in the referable images, and after training, similar patterns are sought in 
new images in order to classify them as referable. 
(Pires, et al., 2013) introduce an (128) algorithm to make referral decision based on the fusion of 
results of lesion detectors and creating a high-level representation for retinal images.
(Roychowdhury, Koozekanani, & Parhi, 2013) analyze fundus (129) images with varying 
illumination and fields of view, and generates a severity grade for DR using machine learning. 
(Venkatesan, Chandakkar, Li, & Li, 2012) present an automatic (130) method for classifying 
fundus images into 3 classes: normal, image with micro aneurysms, image with 
neovascularization. They propose a multi-class multiple instance learning framework for 
classification.
Meindert Niemeijer et al have (131) evaluated a computer Algorithm for detection of Bright 
lesions in DR like soft and hard exudates and differentiate it from drusen which occurs in age 
related macular degeneration .About 300 patients from a teleophthalmology program in 
Netherlands (eye check project).100 patients with bright lesions,  200  normal patients  without 
lesions and 130 patients with bright lesions were used to train the algorithm .All fundus 
photographs were  non mydriatic obtained from 3 different table top fundus cameras.Two 
images per eye ,disc centred and macula centred . 3 masked retinal specialist annotated the retinal 
images indepentedly in a masked manner. The  result showed the Algorithm was able to identify 
the soft exudates,hard exudates and drusen as bright lesion and the sensitivity and specificity 
matched the human grader.But in differentiating the  three lesions the algorithm faced difficulty 
and future studies are required .Flash artifacts can mimic bright lesions .
Computer aided solutions are capable of producing low cost diagnostic tools for diabetic 
retinopathy. The main objective of Computer Aided solution is to detect the presence (referral to 
the hospital) or absence of diabetic retinopathy (No referral). Computer Aided image analysis, as 
a screening tool for diabetic retinopathy in India is still to be established.
Automated DR international programs
Many automated programshave (132) been developed over the years to interpret retinal images, 
however, they have generally been tested against standard reference retinalimage databases, 
such as MESSIDOR  (133) ,  DRIVE (134)  and ARIA (135) which provide ground truth in 
hundreds of retinal images for testing. However, these programs may perform inadequately 
when deployed in actual clinical practice where image quality, pupil size, fundus pigmentation, 
illumination conditions, and retinal cameras are quite variable. Many countries in the world have 
implemented national screening programs using Automated DR Algorthim  but in India there is 
no national program .
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(Abràmoff, et al, 2013) studied (136) the sensitivity and specificity of the Iowa Detection 
Program IDP to detect referable diabetic retinopathy, in a total of 874 participants with diabetes. 
The study concluded that computer analysis of retinal photographs for DR and automated 
detection of referable DR can be implemented safely into the DR screening pipeline.
 (Alan D. Fleming, 2010)assessed (137) whether introduction of automated grading software 
into Scotland's National Diabetic Retinopathy Screening Collaborative program would be safe, 
robust and effective. The study was carried out on 78601 images from 33535 consecutive 
patients, manually graded. The software showed 100% results for detection for Proliferative 
diabetic retinopathy and referable background DR .The study concluded that automated grading 
software confirmed to previously published results when applied to a large, unselected 
population attending two regional screening programs. The manual grading workload reduction 
was estimated to be 36.3%. 
Gs Scotland et al had done (138) comparison of improved Algorithm with previous algorithm 
and manual grading from 3 screening centers in Scotland and   180,000 participated in this study 
and the results showed that Software assisted automatic grading was cost effective to manual 
grading
Michael Abromoff had evaluated (139) the eyecheck algorithim on 17,670 people with diabetes,two 
fundus images per eye and the gold standard was the ophthalmologist reading .The Eyecheck  
showed 97% sensitivity and 47 % Specificity.
Several groups world wide have proposed (140) the use of automated computer systems for 
determining what screened patients should be seen by an ophthalmologist and what patients can 
safely return for screening 1 year later. These types of automated systems maintain a high 
sensitivity and have the potential to reduce the workload  (141) for  ophthalmologists .
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International research group on Automatic retinal image analysis –ARIA
The commercial available ( 142) Algorithm are given below
System Company Location Grading details Algorithm
DR-RACS™ Vision 
Quest
Biomedical
LLC
Vision Quest 
Biomedical
LLC, Albuquerque, 
NM
Low risk/high 
risk for DR
Amplitude modulation-
frequency
modulation (AM-FM), 
k-means
clustering, and a partial 
least
square classifier
EyeArt Eyenuk Inc Woodland Hills, CA Refer/no refer
recommendation;
microaneurysm 
turnover
Machine learning; 
morphologyinspired
filter bank descriptors
IDx-DR IDx, LLC University of Iowa, 
USA
Diabetic 
retinopathy 
index;
referable/nonrefer
able
disease
Fusion algorithm 
produces a DR
index
iGradingM Medalytix
LLC; 
Digital
University of Aberdeen,
Scotland, UK
Presence/absence 
of DR
Local contrast, 
normalization and
local vessel detection
RetinaLyze 
A/S
RetinaLyze 
A/S
Denmark Presence/absence 
of DR
based on 
microaneurysm
and hemorrhage
detection
Automated red lesion 
detection,
including 
microaneurysm and
hemorrhage using vector 
based
Algorithm.
Retmarker DR Retmarker 
Ltd
Coimbra University, 
Portugal
Presence/absence 
of DR;
microaneurysm 
turnover
Longitudinal analysis by 
comparing
with baseline image
Singapore Eye
Lesion 
Analyzer
(SELENA)
- Singapore Eye 
Research
Institute and National
University of 
Singapore,
Singapore
Grade of DR and 
referable/
nonreferable
Deep learning 
technology using
convolutional neural 
network and
region extraction 
algorithms
RetinaVue
(formerly
The TRIAD
Network)
Welch 
Allyn,
Inc (Hubble
Telemedici
ne
Inc)
University of Tennessee
Health Science Center 
and
the Oak Ridge National
Laboratory, USA
Presence/absence 
of DR;
grade of DR
Content-based image 
retrieval
techniques for 
automated
diagnosis
Table 8. Summary of Current Automated Diabetic Retinopathy (DR) 
Lesion Detection Systems
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The current methods for (143)  validating DR algorithms are neither uniform nor widely agreed 
upon. Issues include how to deal with the variable expert annotations; definition of gold 
standards and the availability of public, ''real-life'' datasets for testing .
In a large study from UK (144) involving retinal images from 20,258 consecutive patients, 
images were manually graded following a standard national protocol for DR screening and were 
processed by 3 ARIAS: iGradingM, Retmarker, and EyeArt. Authors concluded that Retmarker 
and EyeArt systems achieved acceptable sensitivity for referable retinopathy when compared 
with that of human graders and had sufficient specificity to make them cost-effective alternatives 
to manual grading alone. ARIAS have the potential to reduce costs in developed-world health 
care economies and to aid delivery of DR screening in developing or remote health care settings. 
All the software tested in this study used image analysis techniques to yield reports. 
In another recent landmark study, using deep machine (145) learning EyePACS1 from Google in  
validation sets of 9963 images and 1748 images, at the operating point selected for high 
specificity, the EyePACS1 algorithm had 90.3%and 87.0% sensitivity and 98.1% and 98.5% 
specificity for detecting referable diabetic retinopathy, defined as moderate or worse diabetic 
retinopathy or referable macular edema by the majority decision of a panel of at least 7 US board-
certified ophthalmologists. Authors concluded that Deep learning algorithms had high 
sensitivity and specificity for detecting diabetic retinopathy and macular edema in retinal fundus 
photographs.
Clara I. Sa´nchez et al have (146) indicated that Automated systems ref should have good 
sensitivity and be able to detect DR comparable to that of a human grader. Evaluation of systems 
should be performed on independent and, preferably, publicly available data so that different 
groups can compare the performance of their automated systems on the same set of data. Of 
additional importance, the performance record of several expert observers on this same dataset 
should also be available to facilitate the comparison between automated systems and humans.
A fully-automated computerized screening system used for diabetic patients will reduce the 
workload of human graders (ophthalmologists and trained graders) in telemedicine screening 
programs and the process is also cost-effective in rural areas and in less developed countries. 
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Research Gap
The prevalence of DM and DR is on the rise in India. The sheer number of patients who require 
repeated screening means that millions of images are generated every month. If DR screening 
improves, it will mean that there may be billions of images that will be required to be analyzed to 
detect those with DR and sight threatening DR so that they can be referred for timely ophthalmic 
information. Given the lack of a government approved reading center to analyze these images 
and the extreme lack of retina specialists to handle the load of analyzing images, it appears 
prudent that machines be trained to perform the baseline analysis of images automatically and 
provide reports with reasonable accuracy to facilitate timely referral. Hence, it is imperative that 
we adopt automated image analysis software in the near future.
Though there are commercially available software available for automated DR screening, as 
noted above, each has its limitations and have been tested only in controlled environments thus 
far. Besides, none of them have been tested on images from large Indian datasets. 
Thus we performed a study to design and validate a new proprietary automated analysis software 
and see its accuracy in detection of DR in various clinical settings including the 
ophthalmologists' clinic, outreach teleophthalmology camps as well as diabetologists' clinics. 
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Scope and Plan of Work
Healthcare Technology Innovation Center (HTIC) at IIT Madras will develop a software 
application- DR Algorithm .  In this study, we aim to validate the accuracy of this new automated 
image analysis software to detect presence or absence of DR in terms of sensitivity and 
specificity in various settings such as a busy tertiary referral ophthalmic center, outreach camps 
using tele ophthalmology and diabetic clinics. Additionally, we also report the effectiveness of 
the software on images acquired by various different imaging devices including non -mydriatic 
imaging and smart phone based imaging. 
Various DR Algorithm are commercial available  and they have been reported in various parts of 
the world .The incidence of diabetes is increasing year by year in India and world over and almost 
440 million people worldwide will have diabetes by 2030 we will require national screening 
programs to be implemented but due to lack  of  human graders , we need alternative methods  
like automated retinal analysis of fundus photographs at physicians clinic .Our aim was to 
develop algorithm based on the presentation of DR in Indian eyes and validate  it on diabetic 
patients in various settings .This will help us to evaluate the algorithm  as a screening tool
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Patients and Methods
Ethics Approval
The study was initiated after the approval of the Institutional Ethics Committee of Vision 
Research Foundation, Sankara Nethralaya, Chennai, India. Informed consent was obtained from 
each patient and the study was conducted with the Health Insurance Portability and 
Accountability Act and followed the tenets of Declaration of Helsinki .The study was conducted 
in the outpatients department of the Vitreoretinal services at Sankara Nethralaya, in outreach 
Teleophthalmology camps organized by Sankara Nethralaya and in different clinics offering 
comprehensive diabetic care in Chennai .
Memorandum of understanding
Healthcare Technology Innovation Centre (HTIC), a multi-disciplinary Research & 
Development Centre, is a joint initiative of Indian Institute of Technology Madras (IITM) and 
Department of Biotechnology (DBT), Government of India that brings together technologists, 
engineers, doctors and healthcare professionals, industry and government to develop healthcare 
technologies for the country. The vision of HTIC is to develop technologies that create impact 
and drive innovation in healthcare and be a leader known for technical excellence and 
collaborative spirit.
HTIC collaborates with leading medical institutions and wide range of industry players in 
various areas such as ophthalmology, ultrasonography, orthopedics, neonatal care, patient 
monitoring, to develop and deploy healthcare technologies.In addition to technology research 
and development, HTIC works closely with industry in developing R&D solutions, joint 
development of technology products, technology assessment and evaluation.
The Centre is located in IITM Research Park Chennai which has a vibrant technology ecosystem. 
Memorandum of understanding signed with Healthcare Technology Innovation Center (HTIC) 
in IIT Madras for development of DR Algorithm.
Sample Size Estimation, Sampling Method and Study Area
Sample Size Estimation: According to the previous study (15, 16),  we found that prevalence of 
DR was 18% in Diabetic patients. The sample size at the required absolute precision level for 
sensitivity and specificity was calculated by Buderer's formula:[1]
Sample size (n) based on sensitivity 
Sample size (n) based on specificity
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where n = required sample size,      Prevalence -18%
S  = anticipated sensitivity,         S  = anticipated specificity,
N P
α = size of the critical region (1 – α is the confidence level),
Z  = standard normal deviate corresponding to the specified size of the critical region (α), and
1-α/2
L = absolute precision desired on either side (half-width of the confidence interval) of sensitivity 
or specificity.
Assumptions
 Sensitivity  S  = 95%    , Specificity  S  = 80%
N P
 Precision  L =  2%    ,Z  = 1.96
1-α/2
The required sample size was 2539.
Sample Size Calculation
The sample size using sensitivity and specificity is calculated by using the formula given below:
         ÔZ table value (the table value of z at 5% level of significance is 1.96)
         ÔPrecision Value (Assumed to be 0.02)
P      ÔSensitivity Value = 0.95      ,Prevalence = 0.18
The calculation of sample size is given below:
The total sample size N is calculated by using the formula given below:
Therefore, the required sample size for our study is 2539 .
Total of 2539 type 2 diabetic patients were required to be examined in the second and third years 
to estimate the accuracy of the computer aided solution. 
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Inclusion criteria
Diabetic patients (type 2 only) aged 35 years and above or those turning 35 years in the current 
calendar year were included in this study. 
Known diabetics/self-reported- Diagnosis of diabetes made by a medical practitioner or 
diabetologist and newly diagnosed diabetics. 
Exclusion criteria
The patients during ophthalmic examination, found to have small or mitotic pupil, nystagmus, 
patients who have undergone treatment for diabetic retinopathy were excluded from the study, 
except panretinal photocoagulation treatment. 
Other than cataract surgery, have no history of intraocular surgery, ocular injections and surgery 
for diabetic macular edema or proliferative DR.
Training program
The fundus photographer / optometrist / paramedical staff were trained in fundus photography 
for the non-mydriatic and Mydriatic fundus photographs. In the Fundus photography 
Department experienced fundus photographer was responsible for the training of the staff 
members. The paramedical staff ensured that the patients were not fatigued while fundus 
photographs are taken. 
The screening tool -Fundus photography
Fundus Photography - To document and diagnose diabetic retinopathy, all participants 
underwent fundus photographs. Images were stored as jpeg (Joint Photographic Experts Group 
format)  files, copied to DVDs and sent for grading. Independent photo grading of digital fundus 
photographs by optometrists and ophthalmologists was done in a masked manner. It is important 
to take note of the image file formats as storage should not result in the loss of any clinically 
significant information in the retinal photograph .The original image from the camera should be 
20 pixels per degree of retinal image both horizontal and vertical directions. The field of view of 
0 0
the fundus photograph should be 45  horizontally and 40    vertically.  The fundus images must 
confirm to the Digital imaging and communications in medicine (DICOM) standards.
Evaluation of image quality and gradablity of fundus photographs : The photographic 
grading and quality42 were assessed using the image quality parameters given by HTIC 
Chennai. .Photographs of each eye were reviewed and given grades for overall quality. Field 
definition and image clarity were graded as
1) Inadequate for reading or grading if unable to visualize disc, macula and retinal vessels 
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2) Adequate for reading or grading if sufficient visualization of disc, macula, and retinal vessels .
In addition to noting presence and absence of DR, graders also noted the stage of DR as per the 
International classification of diabetic retinopathy.
COMPUTERS
Image grading was done using Dell work station computer and standardized computer screens 
(Monitor: 23” or more flat screen with CPU capabilities Intel core i7 processor, Hard Drive: 1 TB 
and above, RAM: 8 GB and above, Four standard USB2 inputs, Video card 2 GB ; Supports 1600 
x 900 resolution were used throughout the study.
For implementing and testing the algorithm we used a Dell workstation computer with 8 GB 
RAM and Intel core i7 processor, with 2GB dedicated video card, and 23” flat screen display.
Development of Diabetic retinopathy Algorithm  by Healthcare Technology Innovation 
Center (HTIC)  - IIT Madras
Description of publicly available image datasets for diabetic retinopathy
Below is a description of datasets available in public domain, provided by researchers along with 
ground truth.The ground truth may be in the form of lesion annotations (indicating regions 
affected – e.g. hemorrhages, cotton wool spots). This publicly available data sets are available to 
researchers worldwide to develop the Algorithm and to have uniformity in development of optic 
disc localization ,vessel segmentation and other features of DR Algorithm
The prominent ground truth lesions marked in public datasets are:
 Small red dots (including microaneurysms and dot hemorrhages) – 4 datasets (DiaretDB, 
eOphtha-MA, Messidor, ROC09)
 Hemorrhages – 1 dataset (DiaretDB)
 Hard exudates – 3 datasets (DiaretDB, eOphtha, Hei-Med)
 Soft exudates – 1 dataset (DiaretDB)
Ground truth for normal anatomy is also available in various datasets:
 Blood vessels – 5 datasets (DRIVE, ARIA, STARE, HRF, ChaseDb1)
 Optic disc– 5 datasets (ARIA, ReviewDB, STARE, HRF, Drions-db)
 Macula – 2 datasets (ARIA, Messidor)
There are publicly available datasets which have image level DR screening and grading 
information. 
1. MESSIDOR
Below is a description of some of the main DR related datasets in public domain.Datasets with 
Lesion ground truth
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1. DiaretDB 89 (MA, hemorrhages, Exudates, Cotton wool spots)
Web URL: http://www.it.lut.fi/project/imageret/
The ImageRet database was made publicly available in 2008 and is subdivided into two sub-
databases, DIARETDB0 and DIARETDB1. DIARETDB0 contains 130 retinal images of which 
20 are normal and 110 contain various signs of diabetic retinopathy. It has been superseded by 
DIARETDB1 dataset, which contains 89 images out of which 5 images represent healthy retinas 
while the other 84 have some diabetic retinopathy signs. The images were acquired with a 50 
degree FOV using a fundus camera at a size of 1500×1152 pixels in PNG format. The images 
were annotated by four experts for the presence of microaneurysms, hemorrhages, and hard and 
soft exudates. Annotated images from four experts were combined to produce a single ground 
truth image. There are no manually segmented vessel images in this database.
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Fig 3 :  DiaretDB 89
Fig 4 :   DiaretDB 89
1. Hei-Med 169 (DME)
Web URL: http://vibot.u-bourgogne.fr/luca/heimed.php
The Hamilton Eye Institute Macular Edema Dataset (HEIMED) (formerly DMED) is a 
collection of 169 fundus images to train and test image processing algorithms for the detection of 
exudates and diabetic macular edema. The dataset is composed of 169 JPEG images compressed 
at highest quality. Each image of the dataset was manually segmented by Dr. Edward Chaum (an 
expert ophthalmologist from HEI). He identified all the exudation areas and other bright lesions 
such as cotton wool spots, drusens or clearly visible fluid occurring on the fundus.
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Fig 6 :    Hei-Med 169 (DME)
Fig 5 :    Hei-Med 169 (DME)
1. e-ophtha (MA, Exudates)
Web URL: http://www.adcis.net/en/DownloadThirdParty/EOphtha.html
E-ophtha is a database of color eye fundus images for scientific research on Diabetic 
Retinopathy (DR). It has been extracted from the OPHDIAT (c) telemedical network for DR 
screening, in the framework of the ANR-TECSAN-TELEOPHTA project.
e-ophta-ma is the subset designed for microaneurysms (MA) detection. It contains 148 images 
with MA or other small red lesions, and 233 MA-free images. The specialists' annotations on the 
148 images are given in the form of a binary mask. They correspond to the position of each MA 
(marked by a dot or a small region).
e-ophtha-ex is the subset designed for exudates detection. It contains 47 images with exudates 
and 35 exudate-free images. The specialists' annotations on the 47 images are given in the form 
of a binary mask. The annotations correspond to the position and the contours of each exudate.
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Fig 8: e-ophtha (MA, Exudates)
Fig 7: e-ophtha (MA, Exudates)
1. ROC dataset 100 (MA)
Web URL: http://webeye.ophth.uiowa.edu/ROC/var.1/www/
The Retinopathy Online Challenge microaneurysm dataset is part of a multi-year online 
competition of microaneurysm detection that was arranged by the University of Iowa in 2009. 
The set of data used for the competition consisted of 50 training images with available reference 
standard and 50 test images where the reference standard was withheld by the organizers. The 
images were captured using a Topcon NW100, a Topcon NW200 or a Canon CR5-45NM 
o
nonmydriatic camera at 45  FOV and were JPEG compressed in the camera. There are three 
different image sizes present in the database; 768×576, 1058×1061 and 1389×1383 pixels.
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Fig : 9  Retinopathy Online Challenge - microaneurysm
Datasets with ground truth for DR screening/grading 
1. Messidor 1200
Web URL: http://messidor.crihan.fr/index-en.php
The Messidor-project database, with 1200 retinal images, is the largest database currently 
available on the internet and is provided by the Messidor program partners. The images were 
acquired by 3 ophthalmologic departments using a color video 3CCD camera on a Topcon TRC 
NW6 non-mydriatic camera with a 45o FOV. The images were captured using 8 bits per color 
plane at 1440×960, 2240×1488, or 2304×1536 pixels. 800 images were acquired with pupil 
dilation (one drop of Tropicamide at 0.5%) and 400 without dilation. The reference standard 
provided contains the grading for diabetic retinopathy and the risk of macular edema in each 
image. This database does not contain any other annotations and is used to facilitate studies on 
computer-assisted diagnoses of diabetic retinopathy.
Datasets with normal anatomy (Blood vessels, optic disc, macula) ground truth 
1. DRIVE dataset
Web URL: http://www.isi.uu.nl/Research/Databases/DRIVE/
The DRIVE (Digital Retinal Images for Vessel Extraction) is a publicly available database, 
consisting of a total of 40 color fundus photographs. The photographs were obtained from a 
diabetic retinopathy screening program in the Netherlands. The screening population consisted 
of 400 subjects between 25 and 90 years of age. Each image has been JPEG compressed, which is 
common practice in screening programs. Of the 40 images in the database, 7 contain pathology, 
namely exudates, hemorrhages and pigment epithelium changes. The images were acquired 
using a Canon CR5 non-mydriatic 3-CCD camera with a 45o field of view (FOV). Each image 
was captured using 8 bits per color plane at 768×584 pixels. The FOV of each image was circular 
with a diameter of approximately 540 pixels. The set of 40 images was divided into a test and 
training set both containing 20 images. Three observers, the first and second author and a 
computer science student manually segmented a number of images. All observers were trained 
by an experienced ophthalmologist (the last author). The first observer segmented 14 images of 
the training set while the second observer segmented the other 6 images. The test set was 
segmented twice resulting in a set X and Y. Set X was segmented by both the first and second 
observer (13 and 7 images, respectively) while set Y was completely segmented by the third 
observer. The performance of the vessel segmentation algorithms was measured on the test set. 
In set X the observers marked 577,649 pixels as vessel and 3,960,494 as background (12.7% 
vessel). In set Y 556,532 pixels we marked as vessel and 3,981,611 as background (12.3% 
vessel).This database does not contain annotated pathologies and other fundus structures like 
optic disc and macula.   
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1. ARIA
Web URL: http://www.eyecharity.com/aria_online.html
This database was created in 2006, in a research collaboration between St. Paul's Eye Unit, Royal 
Liverpool University Hospital Trust, Liverpool, UK and the Department of Ophthalmology, 
Clinical Sciences, University of Liverpool, Liverpool, UK. The database consists of three 
groups; the first group has 92 images with age-related macular degeneration, the second group 
has 59 images with diabetes and the control group consists of 61 images. The trace of blood 
vessels, the optic disc and fovea location was marked by two image analysis experts as the 
reference standard. The images were captured at a resolution of 768×576 pixels in RGB color 
with 8-bits per color plane with a Zeiss FF450+ fundus camera at a 50o FOV and stored as 
uncompressed TIFF files.
3.STARE
Web URL: http://www.parl.clemson.edu/~ahoover/stare/index.html
The STARE (Structured Analysis of the Retina) Project was conceived and initiated in 1975 by 
Michael Goldbaum, M.D., at the University of California, San Diego. It was funded by the U.S. 
National Institutes of Health . During its history, over thirty people contributed to the project, 
with backgrounds ranging from medicine to science to engineering. Images and clinical data 
were provided by the Shiley Eye Center at the University of California, San Diego, and by the 
Veterans Administration Medical Center in San Diego .
The STARE database contains 20 images for blood vessel segmentation; ten of these contain 
pathology. The slides were captured by a Topcon TRV-50 fundus camera at 35 field of view. Each 
slide was digitized to produce a 605×700 pixel image, 24 bits per pixel (standard RGB). Two 
observers manually segmented all the images. On average, the first person labeled 32,200 pixels 
in each image as vessel, while the second person labeled 46,100 pixels in each image as vessel. A 
subsequent review indicated that the first person took a more conservative view of the 
boundaries of vessels and in the identification of small vessels than the second person. 
Performance was computed with the segmentation of the first observer as the ground truth.
Annotation tool for diabetic retinopathy (DR) lesion level and image level annotation
The annotation tool (147) developed for this study by HTIC presents images one by one to the 
ophthalmologist, and can be used to mark different clinical signs of DR, as well as provide a 
grade for the image. It also collects image quality, which contains 3 parameters: 
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1. Whether the image is well centered
2. Whether the image is well captured (good illumination, structures are comprehendible)
3. Whether the image is gradable (Yes/No).
The tool has an import folder option, by which the expert can load their images into the tool. The 
tool takes care of patient anonymization according to the Declaration of Helsinki, and also can 
randomize the images that are presented to the expert. An ophthalmologist performed annotation 
of DR lesions in the selected set of images using a specially developed tool, based on marking of 
hand-drawn polygons and small regions of interest for lesions. The tool saves the marking and 
grading's. 
44
Figure 10 : Annotation tool with annotations given by the ophthalmologist
Figure 11: Annotations given by algorithm
The image grades provided by the ophthalmologists follow the ICDR scheme for DR which 
includes:
1. No DR
2. Mild DR
3. Moderate DR
4. Severe DR
5. Proliferative (PDR)
The tool also captures macular edema grades which are:
1  Macular edema absent
 2  Clinically significant macular edema (CSME) Present .
Machine learning algorithms require expert supervision to instruct which are the clinical signs 
that are identified by the expert. The algorithm uses the supervision to train its recognition 
patterns.
The supervision that experts provide with the help of annotation tool is used in two forms:
1. Gold standard ground truth for learning of Algorithm
2. For comparison of algorithm performance against expert.
Development of DR  Algorithim .
Given a retinal image that was acquired from a retinal camera, DR analyzer software aims to 
identify if the retinal image has the presence of DR and is referable to the ophthalmologists based 
on clinical signs observable in the image or absence of DR and not referred to the 
ophthalmologist.
DR analyzer software is made up of modules, each of which adhere to the design paradigm of 
HTIC's proprietary Eye-PAC platform.
The system consists of image computing modules for the following tasks: 
 Localization of normal anatomy
 Detection of clinical signs
Numerous pixel-level parameters are computed from the detected signs. The information of 
location, extent, distribution, and appearance of the recognized pathology is used to arrive at an 
image level decision of referral.
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A categorized review of techniques used in digital colour fundus image processing in Diabetic 
Retinopathy is presented by R.J .winder et al (148)  under 5 categories: 1) Image enhancement, 
2) Localization and segmentation of optic disc, 3) segmentation of retinal vasculature, 4) 
localization of fovea and macula, 5) Localization and segmentation of retinopathy.
Publicly available datasets for DR system development and evaluation
A computer-assisted DR screening system was built (149) for the purpose of this study, adhering 
to the botom up data-driven approach, comprising of modules for determining gradability, 
normal anatomy detection, pathological signs detection, and analysis for computing the 
screening decision. The block diagram of the system is shown below:  Fig – 12.
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Figure 12: Block diagram of  Algorithim for diabetic retinopathy screening from fundus 
images
The types of lesions annotated are: 
 Red structures: small red spots, blot, flame, vitreous hemorrhage, neovascularization
 Blood vessels: upto 3rd order branching – this was done on normal images
 Bright structures: optic disc, cup, small hard exudates, confluent plaque, soft exudates, 
 Indication of presence of fibrous proliferation and Traction retinal detachment
Each of the detectors finds lesions and assigns a confidence score for the detected lesion at every 
detected position. 
In order to develop these modules and verify the functionality of the DR modules, publicly 
available retinal fundus image datasets were used. Table given below, the names and details of 
the public image databases used for developing the corresponding modules. The two classes of 
information available in the public datasets are lesion-level manual annotations of various 
individual signs (such as DiaretDB) and image level readings which provide the screening and 
grading ground truth for each  retinal image ,such as Messidor. Given the output of the lesion 
detection modules and the anatomy detection modules the screening decision is learnt by 
training against several manually graded images .
Sánchez CI Niemeijer M et al (146) had applied DR algorithm to public available Messidor data 
set which consisted of 1200 eyes with fundus photographs  .The performance of the Algorithm 
was good and could be compared to  human graders 
47
Table 9.Public datasets used for developing and verifying the modules of the DR 
system. The references are given in numbers and indicate the source of the data.
It is known that publicly available datasets have been acquired in clinical settings and therefore 
might not capture population level statistical distribution of DR prevalence. Therefore the study 
included a first pass observation of performance of the developed system on a selected set of 
images sampled from an epidemiological study followed by refinement of the algorithms to 
adapt to observations in Indian images, and a pilot study to evaluate the system on limited scale 
field data from Indian settings .
Report of performance of Indian Institute of Technology Madras Diabetic Retinopathy 
screening software against Sankara Nethralaya –Diabetic Retinopathy Epidemiology and 
Molecular Genetic Study (SN-DREAMS) data and London School data
Indian Institute of Technology Madras (IITM) Diabetic Retinopathy screening software was 
trained on 100 cases (first data set) from Sankara Nethralaya Diabetic Retinopathy 
Epidemiology and Molecular genetic Study (SN-DREAMS) project data, and the detection 
performance (sensitivity and specificity) of the software for screening (refer vs don't refer) was 
evaluated on another set of data (100 images –second set of data) of London school data which 
was also a part of Sankara Nethralaya-Diabetic Retinopathy Epidemiology and Molecular 
genetic Study (SN-DREAMS). The performance observed on the test set was 80% sensitivity at 
>90% specificity on 100 cases.
Training Dataset selection:
A subset of 100 cases was selected randomly from  retrospective SN DREAMS data: 2 images 
per eye,macula  centred view and disc-centred view: 
Grading was done against 5 criteria:
1. Image quality
2. Image grading (gradable or not gradable )
3. Diabetic Retinopathy (DR) grades (normal, mild, moderate, severe, proliferative)
4. Clinically Significant Macular edema  present
5. Absence of Macular edema
Among the 100 cases randomly selected, 17 cases were not graded due to poor quality of images 
and 83 cases were graded. For the purpose of this study, the Diabetic Retinopathy (DR) grade 
against each eye was used, and the gold standard was ophthalmologist grading of DR,mild, 
moderate, severe and proliferative DR. Presence of DR is considered as referable. Normal and 
absence of DR was considered as non-referable. 
Figure 13 shows the distribution of age among the 100 cases selected from SN DREAMS. Figure  
14 shows the distribution of Diabetic Retinopathy grades among of 83 cases.
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Figure 13: Distribution of age among 
the sample 100 cases selected from 
SN - DREAMS - data
Figure 14: Distribution of Diabetic 
Retinopathy grades among the 100 cases 
(first data set)Percentage of normal cases 
is 69%. Graph shows distribution for 
OD (blue) and OS (red). Grade of -2 
corresponds to 'not gradable'
In the SN-DREAMS data, all images were mydriatic, 30 degree images.seven field taken Carl 
Zeis FF450plus fundus camera . 
DR Software functioning:
The screening software analyzes the image and produces a confidence score in the range 0 to 1 
for each image. Higher confidence indicates greater reference to the ophthalmologist. This score 
has to have thresholds for obtaining the referral decision (images having confidence greater than 
threshold are referable)
The performance of the decision can be evaluated by setting different thresholds for the decision 
and observing the correctness of the decision against screening outcome based on manual 
grading in a test dataset (that has images not used in training).
Training specification:
Among the 400 images (2 images per eye x 100 patients), 332 images (83 cases) were gradable, 
68 images (17 cases) were not gradable. Two-fold cross validation has been used for first level of 
evaluation. The gradable 332 images were used for training the DR screening software, and 
evaluated using cross-validation technique with 2 folds. In each fold, 50% of the data is used for 
training, and the other 50% undergo prediction. Using this method the performance curve of the 
screening decision for SN-DREAMS data is shown in figure 15. Each point on the performance 
curve is obtained by setting the threshold at a certain level. The top-right point corresponds to the 
lowest threshold (0) and every subsequent point represents the sensitivity, specificity of the 
algorithm at the selected threshold.
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Fig  15: SN DREAMS 100 CASES                      
From the cross-validation curve it can be seen that at 70% sensitivity, the specificity achieved is 
70%, corresponding to threshold of 0.15. The low threshold indicates that the system is biased 
towards providing lower confidence scores as learnt from the training, which presented about 
83% normal cases.
State of the art performance for Diabetic Retinopathy screening decision is 97% sensitivity at 
47% specificity (Michael D.Abramoff, 2010). At the same level of specificity, the IITM software 
indicates 85% sensitivity (based on cross-validation).The slightly lower performance can be 
attributed to non-usage of image quality check in the Diabetic Retinopathy screening module. 
Testing specification:
The test data used was retrospective London school data from 100 patients, with 2 images per 
eye, total of 400 images, taken with Orion fundus camera from NIDEK.The grading provided 
had 4 grades of severity: normal, mild, moderate (moderate and severe) and proliferative. In this 
study we have considered grades moderate, severe and proliferative as 'referable'.
Shown below in figure 16 is the distribution of age among the 100 cases. The distribution of DR 
grades in the 100 cases is shown in figure 17. The number of cases in 'moderate' (3) grade is high 
compared with the SN-DREAMS data.
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Figure 16: Distribution of age among 
London school data
Fig  18   : London school of Hygiene 100 cases
Figure 17: Distribution of grade in 
London school data: OD (blue) and OS 
(red). Grade of -2 corresponds to 
'ungradable'
The images are mydriatic 300 degree seven field images. The trained system was used to predict 
the DR referral decision on the test dataset. For each test image, the system predicts the 
confidence score, and the performance curve obtained is shown in 9
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Results :
The performance observed is comparable with state-of art systems (exceeds 83% sensitivity at 
>85% specificity) for a confidence threshold of 0.2. The curve shows that high specificity of 
>90%  is achieved for sensitivity of up to 80%. Inspection of the confidence scores indicated that 
among the images graded as moderate DR and PDR, the confidence score assigned was 0.8 (on a 
scale of  0 to 1), indicating that advanced stages are well-detected.
System redesign and Enhancements to a computer-assisted screening technology for 
diabetic retinopathy: 
Our DR image screening system was developed based on images from publicly available retinal 
image datasets (about 2000 images) from around the world. The pilot study included 200 cases 
sampled uniformly from an epidemiological study to represent various levels of pathology. The 
data and the system outputs showed the need for strong modules examining image quality, 
specific analysis for clinically significant macular edema and analytics for fail-safe recognition 
and flagging of proliferative (late-stage) DR. All the 3 modules were evaluated on fundus 
o
photographs mydriatric  50  single field from Carl Zeis FF 450plus fundus camera .
1)  Module for macular edema detection .
Hard exudate appear as bright yellow regions which can be localized, whereas soft exudates 
(cotton wool spots) are faint and fuzzy. Detection of exudates on the retinal images is the first 
step in quantifying and grading DME.
Computer-based assessment of DME severity has been done building upon detection of 
individual exudate lesions near the macula. In our method, we use a multi-scale histogram based 
thresholding technique for exudate detection, which detects Hard exudates of various sizes and 
intensities. Since exudates occur as clusters, we group the exudates based on their spatial 
distribution to improve the reliability of exudate detection for DME grading.
An essential component of our macular edema detection module is reliable identification of 
macula in the presence of pathology. We have developed a method for high accuracy joint 
localization of optic disc and macula in retinal images which uses a combination of anatomical, 
local image intensity and geometric characteristics, and is robust to variations in imaging 
conditions, pathology, camera magnification and field of view.
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Once the optic disc and fovea are localized, we perform automated macular edema grading by 
considering radially increasing annular rings at 2.5 disc diameters (2.5DD), and 1 DD steps. We 
use a parametric model for identifying circinate patterns in hard exudates within 2.5 DD from the 
macula 
Fig:19  Macular edema detection
Fig :20 Gaussian mixture model
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The centroid coordinates of the detected hard exudates are taken and their spatial distribution is 
found by coarse resampling of the image space. Using this outcome, the modes of the spatial 
distribution are used to initialize centres of a Gaussian mixture model. This gives cluster patterns 
in the macular region and help to identify whether circinate pattern is observed. Depending on 
the density of the spatial distribution the severity factor of macular edema is computed on a 
dataset of 587 images. 
Module for image quality assessment
This is a module which identifies the quality of the image. This module estimates a quantitative 
measure of image quality, depicting the suitability of the image for extracting information from 
it. The module functions by extracting various parameters from the image which represent its 
quality: such as colour distribution, structure distribution, contrast, homogeneity, illumination, 
signal-to-noise ratio (SNR), moments of intensity distribution, and compares with a set of 
reference images identified as being of good (and bad or poor) quality. The final score is arrived 
at by a supervised learning algorithm which predicts the similarity of the given image to the 
reference images. Evaluated on 121 retinal photographa .
Fig: 21 Modulefor image quality assessment
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Module for PDR signs detection
Proliferative diabetic retinopathy PDR (150) and 50  signs  such as neovascularization on the 
disc (NVD) and neovascularization (151) elsewhere (NVE) are computationally challenging to 
o
detect individually. PDR was evaluated on 1052 retinal photographs mydriatric  50  single field 
from carl Zeis FF450 plus fundus camera .
We have devised a method for identifying PDR (152) that divides the image into non-
overlapping patches, and within each patch provides the likelihood that PDR signs are found in 
that patch. The likelihood is found by texture analysis, using training annotations for PDR signs 
provided by ophthalmologist. We consider 3 kinds of patches: normal patches, patches 
containing NPDR signs, and patches containing PDR signs. The texture analysis extracts 
information from the patches and is used by a classifier to determine the PDR status for a given 
patch. For this method to work effectively, we have created a thin-vessel segmentation 
algorithm, which is tuned to have high sensitivity for detecting thin vessels especially in 
peripheral views. Lee J et  have obtained good results for image analysis of clinical signs in PDR.
Fig – 22  New vessels on the disc PDR
FIG: 23 -Overall workflow for PDR detection by performing patch level and image 
level analysis
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The patch-wise neovascularity prediction produces a heat-map output where red areas indicate 
high likelihood of neovascularization in the area, and green areas indicate normal. Blue areas are 
outside the analysis region. This heat-map output can be used to visually identify regions 
containing neovascularization. This also used to arrive at a image level decision of presence or 
absence of PDR.
Performance on 981 patients of SN Dreams :
The SN-DREAMS retrospective dataset had 981 cases, each imaged with 7 field mydriatic 30 
degree imaging in both eyes from Carl Zeis FF450 plus digital camera and VISUPAC imaging 
system . The total set has 20177 images, of which 18597 images are marked as gradable.
The performance of the developed algorithm was evaluated with 10 fold cross validation, using 
90% of the images for training and the remaining for evaluation. This method is randomized with 
replacement for the folds, so every image is predicted at least once.
Validation of Computer-Aided Diagnosis (CAD) Algorithim of diabetic retinopathy from 
retinal photographs in comparison to a human grader
The performance of the CAD will be examined in a real-world situation in type 2 diabetic 
patients .Three Settings for the acquisition of patient data for the study are given below . A 
written informed consent was obtained from all the participants and the study was conducted 
over a period of two year and 6 months  (Jan 2015 to May 2017) 
1. Validation of Computer-Aided Diagnosis (CAD) Algorithim of diabetic retinopathy  in 
vitreoretinal outpatient department (OPD)  of the Sankara nethralaya eye hospital 
Methods
The study was a prospective study conducted at the department of vitreoretinal services, Sankara 
Nethralaya, Chennai, India. Patients with known diagnosis of diabetes and with DR were 
identified from the medical records on an everyday basis who reported to the department for a 
routine eye exam. Patients provided written informed consent. Patients were then informed to 
have their undilated (nonmydriatric ) fundus photography. 460 patients underwent single 
posterior pole 45-degree macula centered fundus photography (Forus 3nethra Classic Non 
Mydriatic Fundus Camera) in both eyes after dark adaption.
The photo graders received a CD-ROM with all the digital images. Information on the Patients 
age, sex and duration of diabetes was shared with the reader and rest of the demographic 
characteristics and medical records of the patients were withheld from the reader. The reader was 
asked to read the images in order. There was a time limit for the reading. 
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The reader was not allowed to contact others concerning his or her reading. The readers used the 
same computer and monitor for the grading, and they were allowed to magnify and move the 
images, but not modify brightness or contrast. Readers were allowed to label images as 
ungradable based on their judgment. A random sample of 10% of the photos was graded by two 
separate graders, for quality control.
Fig: 24 SN VR OPD -  PDR with fibro glial tissue at the disc
Fig : 25 SN VR OPD - NPDR with DME
The images were run through the automated system and were also graded by a human graders 
(optometrist) and by an experienced vitreoretinal surgeon. The patient was also examined by 
various ophthalmologists with the indirect ophthalmoscope who provided further advice and 
disposal of the patient. The effectiveness of the software in identifying the presence or absence of 
diabetic retinopathy lesions was examined in comparison to that by the human grader 
(optometrist) and with that of a vitreoretinal surgeon (the 'gold standard').
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2. Telescreening of DR at camp site –Teleophthalmology camps
Sankara Nethralaya's Tele-ophthalmology department as a part of its telemedicine initiative 
takes high quality eye care to the remote villages of Tamilnadu (Thiruvallur and Kanchipuram). 
A team of well trained and experienced optometrists and paramedical staff traveled in the 
outdoor Tele-ophthalmology units comprising of a customized and fully equipped tele-
ophthalmology bus.
WHAT DO WE DO USING TELEOPHTHALMOLOGY CAMPS?
 Comprehensive eye examination in the rural areas at patient's door step and dispense 
spectacles at nominal cost.
 Diabetic Retinopathy Screening Camps are a boon to the villages where diabetic patients 
undergo screening. Further investigation and treatment - laser photocoagulation or surgery 
is completely free of cost for the patient referred to the base hospital.
 For those detected with cataract at camp and referred to base hospital for surgical 
intervention, cost free surgery, post-operative care, boarding and spectacles are provided.
The Tele ophthalmology camp Process
The Tele ophthalmology camp involves the following activities:
 (1) Planning
 (2) Conducting eye camps 
 (3) Tele consultation
 (4) Providing low cost spectacles to the rural population.
 (5) Referral of patients to the base hospital
 (6)  Conducting awareness programs 
 (7) Effective follow up of the program
Planning the eye camp
(1) Identification of villages / camp location: The identification of villages/ project location is 
a process that will involve the directives of the Head of department of Tele ophthalmology. To 
understand statistics of blindness prevalence, report on study of district-wise blindness as 
tabulated by the District Blindness Control Society (DBCS) of India was taken into account. The 
DBCS, a nodal government organization with the objective of monitoring all activities relating 
to blindness control is engaged with the purpose of planning and implementing blindness control 
and blindness prevention activities under overall guidance of the state/central organization. 
Villages in two districts of Tamilnadu (Kanchipuram and Thiruvallur) in India were chosen to 
conduct comprehensive eye examination camps and permission was obtained from the head of 
DBCS to undertake the program.
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Once the villages are identified detailed census information about the districts / villages / and 
amenities of the villages to be covered must be used in planning the camp schedule.  The route 
map to reach the camp site is an important start up for planning the camp.
After having identified the place for conduct of camp along with necessary permission, the social 
worker – planning will make visits to the villages one month prior to the camp and establish 
contacts of the Panchayat – Heads of villages and camp organizers and have a preliminary 
meeting with them either in their village or by bringing them to the base hospital to detail about 
the purpose of the Teleophthalmology camp, the number of patients that will be seen, explain the 
purpose and benefits of teleconsultation and gain their support.
While the Social Worker – Planning visits the villages, he would identify the locations for 
holding camps. Preferred locations for organizing camps would be High Schools with large open 
grounds or Community halls with necessary basic amenities.
Working in collaboration with Non-Governmental organizations, with the consent of HOD - 
Teleophthalmology would be a beneficial practice to Sankara Nethralaya. The key person of 
these NGO's works together with the HOD to understand the program objectives and their roles. 
Once the heads of the villages and the organizing NGO's are in agreement of the camp, a “letter of 
interest” duly Signed by the camp organizer is sent to the Tele ophthalmology HOD. A copy of 
the same is filed at the department along with camp schedule.
Tentative camp schedules may then be drawn up based on the “Camp Schedule Format” and then 
the schedule is to be handed over to the Project Officer of Teleophthalmology. He or She will 
make and keep copies of the schedule in the department, one for the HOD, one for the 
Administrator of Community Ophthalmology Hospital Wing (to facilitate and obtain necessary 
permission from the District Collectors' office for conduct of camp). Additionally, Camp 
schedules are also shared with Transport Department at the beginning of each month to organize 
logistics and support.
Publicizing the camp schedule in the villages
(1)  Handbills/ Banners to be distributed 2 weeks before the camp to be displayed at strategic 
locations 
(2)  Public announcements by Auto Rickshaws fitted with loud speakers, one or two days 
prior to the camp
(3) Pamphlets for those registered at the camp highlighting the features of the camp in 
vernacular language so that they clearly understand the features of the camp.
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A checklist of camp publicity (Camp Publicity Checklist Format) is to be filled along with the 
camp schedule after reviewing by the respective Project Officer and  planning social worker one  
week before the camp and one day  before the camp. If publicity has not been done for any 
reason, the social worker planning and field social worker needs to ensure to repeat the auto 
announcements in order to spread awareness about conduct of the camp. 
Camp Travel Cycle
The Tele Ophthalmology department's mobile unit shall be scheduled for holding 15 to 20 camps 
in a month. Two Sundays of the month shall be holidays. On days of Camp off, the team members 
shall report to the Department to complete their allocated responsibilities and prepare camp 
reports.
CONDUCTING THE TELEOPHTHALMOLOGY CAMP
The mobile unit comprised of ophthalmic equipment's, Laptops, data card, 2KVA uninterrupted 
power supply, pamphlets, stools and others accessories.
With the advancement of technology, practice and maintenance of Electronic medical records 
(EMR) provide a new dimension to outreach eye camps. Ease of usage, integration of different 
parameters and instant reproduction are the prime advantages of EMR. However, technical 
challenges with cost of application dependability on an enduring power source, limit its 
widespread use. 
         Fig : 26 EMR at campsite        Fig : 27 Teleophthalmology bus                                           
At the camp site, patient's demographic details were registered by social workers with the 
support of local volunteers in the EMR. However, at places that lacked continuous electric 
power supply, there were constraints to the use of EMR. Patients registered on the EMR were 
then given printed identity cards. If EMR was not possible, paper based registration cards were 
issued, and the patient information was updated in the database at the SN server soon after 
returning from the camp site.
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At Sankara Nethralaya, the Electronic Medical records have been implemented for rural camps 
since 2011. It has provided valuable information on
1. Study of progression of the disease of the patient on subsequent visits.
2. Patient data readily available on screen thus enhancing the examiner to offer better 
services to the rural populace.
3. Demographic disease prevalence can be studied.
4. Clinical support system can be incorporated in the EMR.
5. Tracking of camp /rural patients data through EMR facilitated further services, when 
patients were admitted in the Main hospital.
S.No Activity Time
1 Setting up the equipment at the campsite after travel to the 
village from the base hospital
8:30 am - 9:30 am
2 Registration And Awareness Program 9:30 am - 1:00 pm
3 Clinical Examination of Patients and tele consultations 9:45 am - 1:00 pm
2:00 pm - 4:00 pm
4 Counseling 9:30 am - 4:00 pm
5 Winding up the equipment, taking stock and Daily Audit of 
Equipment
4:00 pm - 5: 00 pm
Table 10  - Brief Work flow at the camp site
* Every patient must have Electronic medical record with a unique MRD number.  Patients must 
not be seen without a record.
Ideally maintaining good medical records in such camps is a constraint owing to the high turnover 
of patients, quantitative and voluminous paper work and additional storage space required at the 
base hospital. This leads to loss of very important data from the rural sector.  Another difficulty is 
that transportation of paper based records is not feasible on most occasions and thus, they are not 
reproducible across different camp sites at different times. Application of EMR at the camp site 
has the potential to alleviate these difficulties and help maintain accurate records that are 
reproducible. All patient records were stored on the EMR server at the camp site and after 
returning to the base hospital, these records were integrated with the main EMR server of the base 
hospital. The same server was used for data entry at all the camps over the study period.  All the 
diagnosis was recorded as per the international classification of diseases (ICD – 9). 
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Fig : 28  Slit lamp examination Fig : 29   Fundus examination
Registration of patients at camp site was followed by refraction using an Topcon auto refractor 
(model KR 800, Topcon, Tokyo, Japan) and comprehensive clinical examination by an 
optometrist including recording of case history, best subjective correction on Snellen's distance 
charts, muscle balance, cover test for distance and near, Topcon slit lamp examination, pupil 
reaction, and intraocular pressuree measurement using applanation tonometry.
Fundus images were obtained for all patients using a nonmydriatic fundus camera (model 
Topcon Retinal Fundus Camera TRC-NW8F with Accessories) by the fundus photographer. 
After dark adaptation a single 45⁰ digital fundus photograph centered on the macula was taken 
with the Topcon TRC NW8F camera for both eyes.  Noncertified, yet well trained photographers 
were able to take photographs using auto focus, auto capture features of the hi-end fundus 
camera. Digital fundus photographs Fig - 30 of the right and left eyes of the patient are acquired 
under a fixed, predetermined imaging protocol, after 10 minutes of dark adaption, first the right 
eye followed by 3 minutes of further dark adaption and then the left eye. If the quality of the taken 
images is found to be poor, then reimaging instruction is given to the  fundus photographer. 
There is make shift dark room with dark cloth at the campsite and patient has to close his eyes and 
bring about physiological dilation.
Fig -30 Non Mydriatic fundus photograph from tele camps
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Fig:31  Teleconsultation at campsit Fig:  32 Teleconsultation at the hospital
The process of teleconsultation
After the initial basic examination by the optometrist, patients requiring teleconsultation were 
identified. Any patient with loss of vision and any abnormal finding in the fundus image, the 
patient EMR record and the retinal image was sent to the ophthalmologist at the base hospital 
(SN) for evaluation by teleconsultation using internet connectivity (data card with laptop).  All 
patient records were converted and stored on the EMR format in the server at the base hospital.
The human graders -the general ophthalmologist and fundus photographer read all the digital 
fundus images. Information on the patient age, sex , duration of diabetes were shared and other 
details of demographic data and medical records of the patients were withheld from the readers. 
The reader will be asked to read the images in order. There will be time limit for the reading. A 
reader will not be allowed to contact others concerning his or her reading. The retinal 
photographs were stored as JPEG images and viewed in a darkened room on CRT screen. All 
photographs were deidentified and coded with an identification number and uploaded to a secure 
database.  All digital fundus images, were run through the automated system and were also read 
by the same general ophthalmologist (Telemedicine expert the 'gold standard') and fundus 
photographer . The readers will use the same computer and monitor for the grading, and they will 
be allowed to magnify and move the images, but not modify brightness or contrast. Readers will 
be allowed to label images as gradable based on their judgment.  Over the Two-year study period 
from Jan 2015 to May 2017, patients with poor quality fundus images were referred to the base 
hospital for further evaluation.Patients who have been referred to Sankara Nethralaya either for 
DR or for any investigation or treatment must be noted down in a special register and also issued 
a patient ID card containing patient name, village name, reason for referral and contact number. 
These patients must be followed one week later to ensure they have reported to the hospital .The 
referred patients will avail free treatment at the base hospital.
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3. Diabetic Clinics: 
Diabetic clinics in and around Chennai, India, were selected.  
1) M.V. Hospital for Diabetes & Diabetes Research Centre (Clinic I) at Velachery and 
Mylapore,-Dr vijay Viswanathan. 
 2) Dr. Mohan's Diabetes Specialties Centre (Clinic II) at Tambaram, Vellore and Gopalpuram, 
were chosen
Ethics approval
This study was approved by the Vision Research Foundation Ethics Committee and the research 
adhered to the tenets of the declaration of Helsinki. Informed consent was taken from all the 
patients before participation in this study .
This study was performed in an area in chennai with a higher proportions of ophthalmologists 
than elsewhere in the country. One can speculate that the results observed here might even be 
more pronounced when density of ophthalmologists is lower, potentially making this screening 
procedure even more important in other regions, especially in rural areas.
 The study was conducted over a period of two year and 6 moths from January 2015 to May 2017, 
after the approval of the Institutional Ethics Committee.The paramedical staff, fundus 
photographer and optometrists in diabetic clinics were trained to take fundus photographs with 
and without dilation using fundus cameras or smartphones. 
Patients details ,age ,sex and duration of diabetes was noted in the Microsoft excel  sheet 2013 
.Diagnosis of DR noted by retinal specialist and Algorithm was also included in the excel sheet . 
The fundus images were captured at the physician's or diabetologists facility/clinic at the time of 
a regular diabetic check-up. Patients with already known and newly diagnosed type 2 diabetes 
were included in the study and underwent retinal imaging with fundus camera (TOPCON TRC-
NW300 or FORUS 3nethra or smartphones (android).
Procedure of fundus photography in Diabetic Clinic I -Dr Vijay Viswanathan.
Protocol- Forus 3nethra Classic  Fundus Camerawas used. Patients were made to sit for 5 
minutes in a darkened room to allow Physiological mydriasis which is achieved in 3 -5mins of 
dark adaptation by closing the eyes. Further nonmydriatic screening comes along with a higher 
level of comfort and is less time consuming, with a photography session taking no longer than 10 
minutes, compared to mydriatic fundus screening.
A trained paramedical staff took a single undilated 45˚field retinal photograph centred on the 
macula of each eye. Photographs were taken in a darkened room with no natural or artificial light 
apart from that produced by the monitor, which faced away from the patient.
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 On each occasion, the right eye was photographed first and up to 5 minutes was allowed between 
left eye photograph to allow redilation of the left eye Single /multiple 45 images of the disc and 
macula of both eyes was taken by trained medical personnel –optometrists /fundus 
photographer. The imager was allowed to re-image an eye if the imager determined the quality 
was poor owing to reasons such as patient blink, alignment, or poor fixation.
All images in a given session for each patient was uploaded to the  web based Telemedicine 
platform bundled with 3nethra fundus camera using Broad band connectivity in the diabetic 
clinic of Dr Vijay viasanathan. Ophthalmologist from sankara nethralaya login to ForusCare to 
perform various tasks after receiving SMS alerts to their mobile phones Based on the role of the 
user logging in ForusCare provides different screens.  3nethra Foruscare Uploads diagnosis 
referrals/reports using client software ForusCareConnect. Doctors log in and report the presence 
of DR and also grade it . Reports are printed and handed over to the patient. Based on this report 
patient reports to the ophthalmologists for further   treatment.
 
 
Fig : 33 Non Mydriatic fundus photographs - Diabetic Clinic I – NPDR with DME
The retinal photographs of 1290 patients were stored as JPEG images and viewed in a darkened 
room on CRT screen. All photographs were coded with an identification number and uploaded to 
a secure database. All digital fundus images, from  the diabetic clinic  were reviewed by the same 
retinal specialist and senior optometrist (grader) from Sankara nethralaya using the same liquid 
crystal display  computer monitor of 1280·800 resolution.
Diagnostic Criteria: Diabetic retinopathy was diagnosed according to the International Clinical 
Diabetic Retinopathy Disease Severity Scale .Fundus images were also evaluated for 
gradability. Other incidental fundus photograph findings, other than diabetic retinopathy were 
also documented
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The grading of fundal features by the human graders, retinal specialist and senior optometrist 
/grader from Sankara nethralaya was done independently. The diagnosis was recorded on 
Microsoft excel sheet 2013 and was based on retinal features alone (no other clinical information 
was available to the photograph graders) . Image quality was also assessed by the human graders. 
The Algorithm assessed the retinal photographs for the presence or absence of DR and 
gradability of the images. The Sensitivity, specificity, positive and negative predictive values 
were estimated 
Procedure of fundus photography in Clinic II - Dr Mohan Viswanathan .
TOPCON FUNDUS CAMERA – 
Protocol- Trained optometrist /Fundus photographer acquired images using a Topcon TRC NW 
300 fundus camera. Seven-field images would be obtained after pupillary dilation as per the 
ETDRS protocol. Such images would be transmitted in real time using broadband connectivity 
from Tambaran and vellore clinics to Gopalapuram clinic in chennai . The images would be 
reported by an ophthalmologist within 30 minutes. Images which were not gradable would be 
taken again on request from the diagnosing ophthalmologist .Patients who are suspected of 
having Diabetic Retinopathy at a level that requires treatment would be advised to undergo 
treatment. Such patients would be further examined by the ophthalmologists attached to the 
Gopalapuram diabetic clinic and treated as per their discretion. 
For Mydriatic screening, pupillary dilation alone takes additional 20 to 30 minutes, pupils are 
dilated with Tropicamide and Drosyn after application /instillation of the eye drops thrice with 
an interval of 10 minutes Dilation occurs after 20 mins. Furthermore, after pupillary dilation 
patient has decreased visual function for several hours and has limited access to transport. 
Dilation requires the presence of optometrists and ophthalmologists to diagnose narrow angles 
and prevent angle closure glaucoma.
Participants from Vellore diabetic clinic (108 patients ) and from Tambaram  diabetic clinic  (112 
patients ) underwent fundus photography with Topcon fundus camera , mydriatic seven-field 
digital retinal colour photography. The 7 fields photographed were the macula, optic disc, 
superior-temporal, superior nasal, inferior nasal, inferior-temporal and temporal macula fields 
of each eye. The Topcon TRC-NW300 features a built-in 8 megapixel CCD camera, which gives 
high quality imaging. All-in-One Design - Auto Focus, Auto Exposure & Auto Shoot and Auto 
Small Pupil Detection.   With advanced software that allows for accurate control of the capturing 
process, the TRC-NW300 can optimize the exposure settings and lower the flash intensity, 
thereby increasing patient comfort.   The all-in one design is also beneficial for portability of the 
instrument.
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Fig:  34  Mydriatic seven field fundus photographs at diabetic clinic
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Diagnostic Criteria Diabetic retinopathy was defined according to the International Clinical 
Diabetic Retinopathy Disease Severity Scale and severity of diabetic retinopathy was assessed. 
The minimum criterion for diagnosis of DR was the presence of at least one definite sign of DR 
in any field of the retina in seven field   fundus photographs for each eye. Other incidental fundus 
photograph findings, other than diabetic retinopathy were also documented.
The grading of fundus features by the human grader- retinal specialist was recorded using the 
same protocol and was based on retinal features alone (no other clinical information was 
available to the photograph graders). The Algorithm assessed the retinal photographs for the 
presence or absence of DR. Sensitivity, specificity, positive and negative predictive values were 
evaluated. 
Smart phone – Material and Methods 
55 Participants then underwent fundus photography  using the “Fundus on Phone” (FOP) 
smartphone based retinal imaging system (Remidio Innovative Solutions Pvt Ltd, Bangalore). 
Retinal Photographs recorded 4 fields which captured the macula, disc and nasal to the optic 
disc, superior-temporal and inferior-temporal quadrants .
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The study period was Jan –Feb 2015 .The smart phone based portable retinal camera has 
Autofocus and is capable of being used in both clinical set-up and in screening camps . FOP has a 
33 mm working distance, a 45 degree field of view, an optical magnification of 2X and +20 to -20 
diopter adjustment. The retinal images can be transmitted using the smart phone The Fundus on 
phone can be fitted on to any standard slit lamp as shown in Fig - 35. Patient data is included in 
the retinal photographs for reporting process. Archival and retrieval of retinal photographs is 
done using the stored folder on the phone photos taken with permission from. 
Rajalakshmi R, Arulmalar S, Usha M, Prathiba V, Kareemuddin KS, Anjana RM, et al. 
Validation of smartphone based retinal photography for diabetic retinopathy screening. PLoS 
One. 2015;10(9):1–10.
 
 
Fig: 35 Fundus on phone   
Fig : 36 Mydriatic fundus on phone
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All photographs were coded with an identification number and uploaded to a secure database. 
All digital mydriatic fundus images, from the smart phone    were reviewed by the same retinal 
specialist using the same liquid crystal display computer monitor of 1280·800 resolution. Each 
eye was assessed separately in a masked manner .
Diagnostic Criteria Diabetic retinopathy was defined according to the International Clinical 
Diabetic Retinopathy Disease Severity Scale. The diagnosis of diabetic retinopathy was made 
by the presence of signs of diabetic retinopathy including dot-blot hemorrhage, 
microaneurysms, cotton wool spots, Hard exudates, and neovascularization. Other incidental 
fundus photograph findings, other than diabetic retinopathy were also documented The 
minimum criterion for diagnosis of DR was the presence of at least one definite sign of DR in any 
field of the retina in the four field photographs for each eye.
The grading of fundal features by the human grader were recorded using the same protocol and 
was based on retinal features alone (no other clinical information was available to the retinal 
specialist). All retinal photos were assessed by the Algorithm for each eye separately for 
presence or absence of DR and gradability. Sensitivity, specificity, positive and negative 
predictive values were evaluated. “Fundus on Phone is cheaper than the mydriatric and 
nonmydriatric fundus cameras in India and is user friendly. 
Data entry and Statistical analysis 
Data Extraction
Before the subject leaves the examination centre, the entire datasheet was doubly checked for 
any deficiencies and to avoid wrong entries.
Dataset 
All data was prepared in the microsoft excel 2013 format with de-identified patients' ID. 
1) De-identification of patients' ID with new codes
2) Matching of patients' ID with image ID
3) Patients Age,sex , and duration of diabetes .
4) DR grading system
 a. We converted the DR severity grading based on the International Clinical Diabetic 
Retinopathy and Diabetic Macular Severity Level
 b. Referable DR was defined as presence of  DR in any one field of the fundus 
photograph for each eye separately
 c. Other incidental fundus photograph findings, other than diabetic retinopathy were also 
documented
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Statistical Analysis:
Evaluation protocol
The design of DR analyzer software as a data-driven system provides specific task-related 
metrics for evaluation. Performance compared to human expert drives the algorithm refinement 
process.
Module evaluation: The lesion-level performance of DR analyzer software detectors can be 
evaluated by comparing algorithm outputs C2 against lesion annotations provided by clinicians. 
Two methods of evaluation are used: 
 FROC analysis (TPR vs FPPI): for lesion detectors, and 
 ROC analysis (TPR vs FPR): for normal anatomy detectors and DR referral analytics 
module.
Metrics used: AUC (area under ROC curve), sensitivity, specificity, precision, accuracy, 
confusion matrix
Fig 37
Lesion detection: computed per image
TP: true positive count: number of candidates that are true lesions according to ground truth
FP: false positive count: number of candidates that are not part of the ground truth
FN: false negative count: number of ground truth objects not detected (missed)
TN: true negatives: these are objects that were not detected, and also not part of the ground truth 
(agreement on negative).
Patient demographics and clinical measures of the eye were summarized for the sample with 
descriptive statistics. 
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Continuous variables were presented as mean + standard deviation or median with interquartile 
range (IQR) and categorical variables were presented as proportions. The algorithm processed 
the images fed into it using MATLAB software (MathWorks Inc., Natick, MA, USA) and 
provided numerical outputs for image gradability (image gradability score) and presence of DR 
(DR score). The image was considered gradable if the image gradability score was >0.1 and DR 
was considered to be present if the DR score was >0.55.. The cut offs were considered reasonable 
based on the beta testing during development and pilot testing before undertaking the study. The 
higher score, the greater was the confidence in gradability and presence of DR .
We determined disease status through undilated fundus examination by a retina specialist at the 
vitreoretinal outpatient service and the diabetic clinics and by a general ophthalmologist at the 
tele-camp setting, which served as the reference standard. Wherever possible, we determined the 
presence of vision threatening diabetic retinopathy (VTDR) defined as presence of severe 
NPDR or PDR and/or presence of diabetic macular edema as determined by the reference 
standard.
We estimated the primary outcome, the sensitivity of the algorithm to detect diabetic retinopathy 
for each camera modality from the three different settings compared to the reference standard, 
and included 95% Wilson confidence intervals (CI). The specificity, positive and negative 
predictive value (accuracy and precision respectively) was also estimated. The Area under the 
Receiver operator curve was also reported with 95% CI. For imaging at each of the three settings, 
we calculated inter-observer agreement for the primary outcome (presence or absence of DR) as 
well as a secondary outcome (image gradability) using a kappa statistic. All data was entered in 
Excel sheets (Microsoft Excel, Version 2010) and all statistical analysis were performed using 
STATA version 12.1, I/C (STATA Corp, Fortworth, Texas, USA). All P values less than 0.05 was 
taken as statistically significant.
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Results  and Analysis
Development of the  Algorithm –by HTIC Madras - Results
Diabetic Retinopathy screening decision analytics for algorithm
Given the output of the lesion detection modules and the anatomy detection modules, the 
screening decision is learnt by training against several manually graded images. The publicly 
available MESSIDOR dataset and others was used to train the screening analytics module. The 
area under the curve for receiver operating characteristics (AUC) for DR decision on this dataset 
was evaluated, and sensitivity and specificity of >80% was achieved.(83% sensitivity at 80% 
specificity is seen ) .
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System redesign and Enhancements to a computer-assisted screening technology
Results of Macular edema development
Evaluated on a dataset of 587 retinal images of which 294 images were normal and 293 images 
contained CSME - clinically significant macular edema  and other severe DR signs, the 
performance of the algorithm is 75% sensitivity at 74% specificity with an area under ROC 
curve of 0.83
Fig 38: CSME detection performance : AUC: 0.830
Results of image quality assessment
Evaluated in full reference mode with 121 images the sensitivity achieved is 86% at specificity 
of 88% for image quality .
Fig 39: Image quality assessment- AUC
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Poor quality image could be due to various factors: improper acquisition due to inadequate skill 
of the imaging technician, defects in the imaging device, loss during data transmission and 
storage, or even due to pathological conditions, cataract, bleeding, etc. A low quality image 
provided to the computer-assisted screening system might result in a misdiagnosis. The general 
strategy adopted in other works is to have a dedicated module for image quality assessment, and 
flag all poor quality assessment as abnormal, needing expert review. Having this module in 
place, which can work for various camera models, and intelligently identify and use only the 
images found fit for computer-analysis is also very important for the success of computer-
assisted screening.
Results of PDR signs detection
The ROC analysis for PDR signs detection was performed on 1052 images, and the area under 
the ROC curve is 0.89, with a sensitivity of 82% at specificity of 80%. For performing the ROC 
analysis, a folded cross-validation strategy was used, where 10-folds were used, so that 90% of 
the images are in the training set and 10% of the images are in the test set. The holdout 10% is 
randomized and repeated with replacement, so every image gets tested as a result when 
performing the cross-validation 10 times. The resulting ROC curve is plotted between 
sensitivity, as the capability to identify PDR cases from the 1052 images, and specificity, which 
is the false-positive rate (rate of reporting a non-PDR image as PDR). The equal point on the 
ROC curve is achieved at 81% sensitivity and specificity.
Fig : 40  Proliferative Diabetic Retinopathy- AUC
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Performance on 981 patients of SN Dreams :
According to the previous Sankara Nethralaya Diabetic Retinopathy Study, retrospective retinal   
photographs of 981 patients were analyzed to develop the first version of the software 
application.The SN-DREAMS dataset using Zeiss FF450 plus fundus camera  each imaged with 
7 field mydriatic 30 degree imaging in both eyes. The total set has 20177 images, of which 18597 
images are marked as gradable.
The number of images graded as DR present by two experts is 2601 out of 20177 (12%) with the 
rest being DR absent. This dataset represents an epidemiological sampling of a diabetic 
population in and around Chennai. Thus less than 15% of the images contain DR, and this 
challenges the algorithm by posing a large data imbalance between the number of normal images 
and DR positive images. Therefore folded validation was taken up, in order to maximize the 
chance of the algorithm training with the DR positives. 
The performance of the developed algorithm was evaluated with 10 fold cross validation, using 
90% of the images for training and the remaining for evaluation. This method is randomized with 
replacement for the folds, so every image is predicted at least once.The performance with this 
strategy is observed using Receiver operating characteristics (ROC) analysis, taking the DR 
confidence scores and computing the sensitivity and specificity at a range of thresholds on the 
confidence scores.The resulting ROC curve has an area under the curve of 0.786,with the equal 
sensitivity specificity at 71%..
Fig:  41  SN DREAMS 981 PATIENTS ROC CURVE
76
The system has been built following the same set of principles and technology that drives other 
well-studied programs such as the Iowa Detection Program, Scottish national DR screening 
software (D.Fleming, et al., 2010). Such systems have been shown to perform to standards 
comparable to experts, and reduce screening workload. With sufficient training the HTIC DR 
screening system shall become capable of addressing the need of automated DR screening in 
India
Validation  of the  Algorithm 
I. Results from Diabetic retinopathy grading from the Sankara Nethralaya vitreoretinal 
out – patient department: 
A. Demographics and DR status: We enrolled 848 eyes of 485 patients to test the accuracy of 
the algorithm to detect DR in the outpatient setting of a high volume tertiary referral vitreoretinal 
clinic. The mean age of participants was 58.2+7.5 years (median=58 years, IQR=53 – 63 years, 
range=41 – 76) and 68% were men. The mean duration of diabetes in this cohort was 13.1+7.9 
years (median=13 years, IQR=7-20 years, range=0.5 – 34 years) and the mean fasting blood 
sugar was 128+45mg% (median = 120mg%, IQR=100-149mg%, range=70-250mg%). 
B. Algorithm Descriptive: The Algorithm successfully graded 634 out of 848 possible images 
(75%) and diagnosed presence of DR in 583 images. 
The mean image gradability score was 0.15+0.06 (median=0.145, IQR= 0.09 – 0.19). The 
gradeability  score for gradable images was 0.17+0.06 in eyes with gradable images compared to 
0.08+0.02 for those with ungradable images (p<0.001, Wilcoxon test). 
The overall DR score was 0.57+0.25 (median=0.63, IQR=0.49-0.73). Eyes with DR had a mean 
score of 0.71+0.1 and those without DR had a DR score of  0.28+0.2 (p<0.001, Wilcoxon test).
C.  Algorithm vs. Ophthalmologist:
Table 11 :  Gradability
Algorithm 
Gradability
Ophthalmologist Gradability Total
Ungradable Gradable
Ungradable 4 (44%) 210 (25%) 214 (25%)
Gradable 5 (56%) 629 (75%) 634 (75%)
Total 9 (100%) 839 (100%) 848 (100%)
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Compared to the ophthalmologist (Gold standard), 25% images were ungradable by the 
algorithm.  Overall, the ophthalmologist found only 9 images to be ungradable compared to 214 
images by the algorithm. There was only slight agreement in terms of image gradability between 
the ophthalmologist and algorithm, Kappa= 0.016 (95% CI = -0.013 – 0.044). 
Table 12: Sensitivity and Specificity of Algorithm to detect DR compared to 
Ophthalmologist.
Table 13
Table 14: Sensitivity and Specificity of Algorithm to detect DR compared to 
Ophthalmologist in only images gradable by the Algorithm.
*Only Gradable images
Above is a 2X2 table showing actual DR grading between algorithm and ophthalmologist using 
only gradable images by the algorithm. 
Above is a 2X2 table showing actual DR grading between algorithm and ophthalmologist.
Algorithm DR 
grading
Ophthalmologist DR grading Total
Absent Present
Absent 134 (55%) 130 (22%) 264 (31%)
Present 109 (45%) 469 (78%) 578 (69%)
Total 243 (100%) 599 (100%) 842 (100%)
Algorithm vs. Ophthalmologist Value 95% Confidence interval
Sensitivity 78.30% 74.78% to 81.54%
Specificity 55.14% 48.65% to 61.51%
Positive Predictive Value 81.14% 77.71% to 84.25%
Negative Predictive Value 50.76% 44.56% to 56.94%
Algorithm DR 
grading*
Ophthalmologist DR grading Total
Absent Present
Absent 104 (57%) 94 (21%) 198 (31.4%)
Present 79 (43.2%) 353 (79%) 432 (69%)
Total 183 (100%) 447 (100%) 630 (100%)
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Table 15
Fig 42
Table 16: Differences in gradability in VTDR compared to non-VTDR.
*Only Gradable images
The sensitivity of the algorithm to detect DR was found to be 79% and specificity was found to be 
57% in detecting DR compared to ophthalmologist .
The area under the receiver operator curve was 0.67 (95%CI=0.63 to 0.71). 
P=0.32, chi square test.
There was no difference in image gradability of the algorithm based on the VTDR status of 
the eye as graded by the ophthalmologist. 
Algorithm vs. Ophthalmologist* Value 95% Confidence interval
Sensitivity 78.9% 74.90% to 82.66%
Specificity 56.83% 49.32% to 64.12%
Positive Predictive Value 81.71% 77.74% to 85.25%
Negative Predictive Value 52.53% 45.32% to 59.65%
Algorithm 
Gradability
Ophthalmologist VTDR Total
No VTDR VTDR
Ungradable 107 (27%) 107 (24%) 214 (25%)
Gradable 292 (73%) 342 (75%) 634 (75%)
Total 399 (100%) 499 (100%) 848 (100%)
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 Table 17: Internal validity of the Algorithm grading
Table 18: Gradability
Table 19 :Sensitivity and Specificity of Algorithm to detect DR compared to 
Optometrist.
Algorithm 
Gradability
DR status Total
No DR DR
Ungradable 67 (31%) 147 (69%) 214 (100%)
Gradable 198 (31%) 436 (69%) 634 (100%)
Total 265 (31%) 583 (69%) 848 (100%)
Out of the 214 eyes that were deemed ungradable by the algorithm, 147 (69%) was reported to 
have DR, showing internal inconsistency of the algorithm. 
D. Algorithm vs. Optometrist Grading
Compared to the optometrist, 25% images were ungradable by the algorithm.  Overall, the 
optometrist found only 11 images to be ungradable compared to 214 images by the algorithm. 
There was only slight agreement in terms of image gradability between the ophthalmologist and 
algorithm, Kappa= 0.002 (95% CI = -0.024 – 0.028). 
Above is a 2X2 table showing actual DR grading between algorithm and optometrist. 
Algorithm 
Gradability
Optometrist Gradability Total
Ungradable Gradable
Ungradable 3 (27%) 211 (25%) 214 (25%)
Gradable 8 (73%) 625 (75%) 633 (75%)
Total 11 (100%) 836 (100%) 847 (100%)
Algorithm DR 
grading
Optometrist DR grading Total
Absent Present
Absent 113 (56%) 150 (24%) 263
Present 89 (44%) 484 (76%) 573
Total 202 (100%) 634 (100%) 836 (100%)
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Table 20
Table 21: Sensitivity and Specificity of Algorithm to detect DR compared to Optometrist 
in only images gradable by the Algorithm.
Table 22
*Only Gradable images
Above is a 2X2 table showing actual DR grading between algorithm and optometrist using only 
gradable images by the algorithm. 
*Only Gradable images
The sensitivity of the algorithm to detect DR was found to be 77% and specificity was found to be 
59% in detecting DR compared to Optometrist
The area under the receiver operator curve was 0.63 (95%CI=0.60 to 0.67). 
Algorithm vs. Optometrist Value 95% Confidence interval
Sensitivity 76.3% 72.84% to 79.60%
Specificity 55.94% 48.80% to 62.90%
Positive Predictive Value 84.47% 81.24% to 87.34%
Negative Predictive Value 42.97% 36.90% to 49.19%
Algorithm DR 
grading*
Optometrist DR grading Total
Absent Present
Absent 90 (59%) 108 (23%) 198 (32%)
Present 63 (41%) 364 (77%) 427 (68%)
Total 153 472 625
Algorithm vs. Optometrist* Value 95% Confidence interval
Sensitivity 77.12% 73.06% to 80.83%
Specificity 58.82% 50.59% to 66.71%
Positive Predictive Value 85.25% 81.52% to 88.47%
Negative Predictive Value 45.45% 38.38% to 52.67%
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Table 23:  Differences in gradability in VTDR compared to non-VTDR.
Table 24: Kappa Statistics for agreement
P=0.08, chi square test. 
There was no difference in image gradability of the algorithm based on the VTDR status of the 
eye as graded by the ophthalmologist. 
E. Comparison of Ophthalmologist and Optometrist in SN VR OPD
Fig 43
Algorithm 
Gradability
Optometrist VTDR Total
No VTDR VTDR
Ungradable 93 (29%) 120 (23%) 213 (25%)
Gradable 233 (71%) 400 (73%) 633 (75%)
Total 326 (100%) 520 (100%) 846 (100%)
Variable Optometrist Gradability
Kappa 95%CI
Gradability 0.494 0.224 - 0.765
DR Presence (Yes/No) 0.804 0.758 - 0.849
DR status 0.584 0.548 - 0.611
VTDR 0.667 0.617 - 0.71
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Table 25:  Sensitivity and Specificity of Optometrist to detect DR compared to 
Ophthalmologist
Table 26
The sensitivity of the optometrist to detect DR was found to be 98% and specificity was 78% in 
detecting DR compared to ophthalmologist. 
The area under the receiver operator curve was 0.92 (95%CI=0.91 to 0.94). 
Above is a 2X2 table showing actual DR grading between optometrist and ophthalmologist. 
Ophthalmologist DR 
grading
Optometrist DR grading Total
Absent Present
Absent 189 (79%) 13 (2%) 202 (24%)
Present 51 (21%) 582 (98%) 633 (76%)
Total 240 (100%) 595 (100%) 835 (100%)
Ophthalmologist vs. Optometrist Value 95% Confidence interval
Sensitivity 97.81% 96.29% to 98.83%
Specificity 78.42% 72.69% to 83.45%
Positive Predictive Value 91.79% 89.37% to 93.80%
Negative Predictive Value 93.56% 89.25% to 96.53%
Fig 44
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Results summary from use of Algorithm on images obtained from SN VR OPD using non-
mydriatic Forus camera: 
* 1. The Algorithm is interpreting too many images as ungradable currently compared to both 
Ophthalmologist (Gold standard) and Optometrist. 
* 2. The Algorithm is showing approximately 76 - 78% sensitivity and about 50 - 55% specificity 
in automated detection of DR
* 3. The Area under the curve is Less than 67% even if only gradable images are taken
* 4. Inconsistency within Algorithm: When image is ungradable by algorithm, still 69% shows 
DR present. This should be either 100% or ZERO.
 
 
 
 
 
 
Fig  45  False negative fundus photograph – vitreous haemorrhage
Fig 46 False Positive fundus photograph – Increase in illumination
Fig 47 False Positive fundus photograph – Choroidal Sclerosis
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Results from Diabetic retinopathy grading from the Tele-ophthalmology camps: 
A. Demographics and DR status: We enrolled 939 eyes of 472 patients to test the accuracy of 
the algorithm to detect DR in the tele-ophthalmology setting. The mean age of participants was 
54.5+10.9 years (median=54 years, IQR=47 – 61 years, range=34 – 83) and 66% were men. The 
mean duration of diabetes in this cohort was 6.9+6.2 years (median=5 years, IQR=2-10 years, 
range=0.5 – 25 years).
B. Algorithm Descriptive: The Algorithm successfully graded 478 out of 939 possible images 
(51%) and diagnosed presence of DR in 262 images. 
The mean image gradability score was 0.11+0.0 (median=0.103, IQR= 0.03 – 0.17). The 
gradability score for gradable images was 0.18+0.06 in eyes with gradable images compared to 
0.03+0.03 for those with ungradable images  (p<0.001, Wilcoxon test). 
The overall DR score was 0.37+0.28 (median=0.34, IQR=0.12-0.57). Eyes with  D R  h a d  a  
mean score of 0.73+0.13 and those without DR had a DR score of  0.22+0.17 (p<0.001, 
Wilcoxon test).
C. Algorithm vs. Ophthalmologist:
Compared to the ophthalmologist (Gold standard), 49% images were ungradable by the 
algorithm.  Overall, the ophthalmologist found only 42 images to be ungradable compared to 
461 images by the algorithm. There was only slight agreement in terms of image gradability 
between the ophthalmologist and algorithm, Kappa= 0.019 (95%CI= -0.008 - 0.046). 
Table 27 Gradability
Table 28 Sensitivity and Specificity of Algorithm to detect DR compared to 
Ophthalmologist.
Algorithm Gradability Ophthalmologist Gradability Total
Ungradable Gradable
Ungradable 25 (59%) 436 (49%) 461 (49%)
Gradable 17 (41%) 461 (51%) 478 (51%)
Total 42 (100%) 897 (100%) 939 (100%)
Algorithm DR grading Ophthalmologist DR grading Total
Absent Present
Absent 619 (79%) 23 (20%) 642 (72%)
Present 162 (21%) 93 (80%) 255 (28%)
Total 781 (100%) 116 (100%) 897 (100%)
Above is a 2X2 table showing actual DR grading between algorithm and ophthalmologist. 
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Table 29
Table 30: Sensitivity and Specificity of Algorithm to detect DR compared to 
Ophthalmologist in only images gradable by the Algorithm.
Table 31
Algorithm vs. Ophthalmologist Value 95% Confidence interval
Sensitivity 80.17% 71.75% to 87.00%
Specificity 79.26% 76.24% to 82.05%
Positive Predictive Value 36.47% 30.55% to 42.70%
Negative Predictive Value 96.42% 94.67% to 97.72%
Algorithm DR grading* Ophthalmologist DR grading Total
Absent Present
Absent 316 (80%) 10 (15%) 326 (70%)
Present 79 (20%) 56 (85%) 135 (30%)
Total 395 (100%) 66 (100%) 461 (100%)
*Only Gradable images
Above is a 2X2 table showing actual DR grading between algorithm and ophthalmologist using 
only gradable images by the algorithm. 
Algorithm vs. Ophthalmologist* Value 95% Confidence interval
Sensitivity 84.85% 73.90% to 92.49%
Specificity 80.00% 75.71% to 83.83%
Positive Predictive Value 41.48% 33.07% to 50.27%
Negative Predictive Value 96.93% 94.43% to 98.52%
*Only Gradable images
The sensitivity of the algorithm to detect DR was found to be 85% and specificity was found to be 
80% in detecting DR compared to ophthalmologist
The area under the receiver operator curve was 0.69 (95%CI=0.65 to 0.73). 
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P=0.81, chi square test.
There was no difference in image gradability of the algorithm based on the VTDR status of the 
eye as graded by the ophthalmologist. 
Out of the 461 eyes that were deemed ungradable by the algorithm, 123 (27%) was reported to 
have DR, showing internal inconsistency of the algorithm. 
Fig 48
Table 32 : Differences in gradability in VTDR compared to non-VTDR.
Table 33: Internal validity of the Algorithm grading
Algorithm 
Gradability
Ophthalmologist VTDR Total
No VTDR VTDR
Ungradable 423 (49%) 13 (46%) 436 (49%)
Gradable 446 (51%) 15 (54%) 461 (51%)
Total 869 (100%) 28 (100%) 897 (100%)
Algorithm 
Gradability
DR status Total
No DR DR
Ungradable 338 (73%) 123 (27%) 461 (100%)
Gradable 339 (71%) 139 (29%) 478 (100%)
Total 677 (72%) 262 (28%) 939 (100%)
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Compared to the photographer, 49% images were ungradable by the algorithm.  Overall, the 
ophthalmologist found only 50 images to be ungradable compared to 461 images by the 
algorithm. There was only slight agreement in terms of image gradability between the 
ophthalmologist and algorithm, Kappa= 0.002 (95&CI= -0.027 - 0.031). 
Above is a 2X2 table showing actual DR grading between algorithm and photographer. 
D. Algorithm vs Fundus Photographer Grading
Table 34 Gradability
Table 35: Sensitivity and Specificity of Algorithm to detect DR compared to 
Photographer
Table 36
Algorithm 
Gradability
Photographer Gradability Total
Ungradable Gradable
Ungradable 25 (50%) 436 (49%) 461 (49%)
Gradable 25 (50%) 453 (51%) 478 (100%)
Total 50 (100%) 889 (100%) 939 (100%)
Algorithm DR 
grading
Photographer DR grading Total
Absent Present
Absent 622 (78%) 22 (24%) 644 (72%)
Present 174 (22%) 71 (76%) 245 (28%)
Total 796 (100%) 93 (100%) 889 (100%)
Algorithm vs. Photographer Value 95% Confidence interval
Sensitivity 76.34% 66.40% to 84.54%
Specificity 78.14% 75.11% to 80.97%
Positive Predictive Value 28.98% 23.38% to 35.10%
Negative Predictive Value 96.58% 94.87% to 97.85%
88
*Only Gradable images
Above is a 2X2 table showing actual DR grading between algorithm and photographer using 
only gradable images by the algorithm. 
*Only Gradable images
The sensitivity of the algorithm to detect DR was found to be 82% and specificity was found to be 
78% in detecting DR compared to Optometrist
The area under the receiver operator curve was 0.64 (95%CI=0.60to 0.68).
Table 37: Sensitivity and Specificity of Algorithm to detect DR compared to 
Photographer in only images gradable by the Algorithm
Table 38
Algorithm DR grading* Photographer DR grading Total
Absent Present
Absent 316 (78%) 9 (18%) 325 (72%)
Present 88 (22%) 40 (82%) 128 (28%)
Total 404 (100%) 49 (100%) 453 (100%)
Algorithm vs. Photographer * Value 95% Confidence interval
Sensitivity 81.63% 67.98% to 91.24%
Specificity 78.22% 73.87% to 82.15%
Positive Predictive Value 31.25% 23.35% to 40.04%
Negative Predictive Value 97.23% 94.81% to 98.73%
Fig 49
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P=0.92, chi square test. 
There was no difference in image gradability of the algorithm based on the VTDR status of the 
eye as graded by the photographer. 
E. Comparison of Ophthalmologist and Photographer in Tele-Ophthalmology
Table 39: Differences in gradability in VTDR compared to non-VTDR
Table 40: Kappa Statistics for agreement
Table 41: Sensitivity and Specificity of Photographer to detect DR compared to 
Ophthalmologist
Table 42
Algorithm 
Gradability
Photographer VTDR Total
No VTDR VTDR
Ungradable 424 (49%) 12 (48%) 436 (49%)
Gradable 440 (51%) 13 (52%) 453 (51%)
Total 864 (100%) 25 (100%) 889 (100%)
Variable Photographer Gradability
Kappa 95%CI
Gradability 0.292 0.164 - 0.419
DR Presence (Yes/No) 0.903 0.858 - 0.949
DR grade 0.782 0.755 - 0.787
VTDR 0.979 0.938 - 1.000
Photographer DR 
grading
Ophthalmologist DR grading Total
Absent Present
Absent 754 (99.5%) 15 (14%) 769 (89%)
Present 2 (<1%) 91 (85%) 93 (11%)
Total 756 (100%) 106 (100%) 862 (100%)
Above is a 2X2 table showing actual DR grading between optometrist and ophthalmologist
The sensitivity of the photographer to detect DR was found to be 86% and specificity was 99% in 
detecting DR compared to ophthalmologist. 
The area under the receiver operator curve was 0.98 (95%CI=0.96 to 0.99). 
Ophthalmologist vs. Photographer Value 95% Confidence interval
Sensitivity 85.85% 77.74% to 91.86%
Specificity 99.74% 99.05% to 99.97%
Positive Predictive Value 97.85% 92.45% to 99.74%
Negative Predictive Value 98.05% 96.80% to 98.90%
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Results summary from use of Algorithm on images obtained from Tele-Ophthalmology 
camps using non-mydriatic Topcon camera: 
* 1. The Algorithm is interpreting too many images as ungradable currently compared to both 
Ophthalmologist (Gold standard) as well as photographer. 
* 2. The Algorithm is showing approximately 76 - 84% sensitivity and about 78 - 80% specificity 
in automated detection of DR
* 3. The Area under the curve is Less than 70% even if only gradable images are taken.
* 4. Algorithm highly overestimates presence of DR when it can grade the image, this is not seen 
with the SN VR OPD data
* 5. Inconsistency within Algorithm: When image is ungradable by algorithm, still 27% shows 
DR present. This should be either 100% or ZERO. 
Fig 50
Fig : 51 Tele camps – Algorithm diagnosed DR ( PDR)
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Results from Diabetic retinopathy grading from the Diabetic clinics 1 using the non-
mydriatic FORUS camera: 
A. Demographics and DR status: We enrolled 2526 eyes of 1263 patients to test the accuracy of 
the algorithm to detect DR in the diabetic clinic setting. The mean age of participants was 
54.5+10.6 years (median=55 years, IQR=46 – 62 years, range=34 – 83) and 66% were men. The 
mean duration of diabetes in this cohort was 8.5+7.3 years (median=7 years, IQR=3-12 years, 
range=0.5 – 30 years).
B. Algorithm Descriptive: The Algorithm successfully graded 2153 out of 2526 possible 
images (85%) and diagnosed presence of DR in 594 images. 
The mean image gradability score was 0.20+0.10 (median=0.20, IQR= 0.14 – 0.27). The 
gradability score for gradable images was 0.23+0.08 in eyes with gradable images compared to 
0.05+0.03 for those with ungradable images (p<0.001, Wilcoxon test). 
The overall DR score was 0.29+0.24 (median=0.27, IQR=0.08-0.45). Eyes with DR had a mean 
score of 0.70+0.12 and those without DR had a DR score of  0.22+0.17 (p<0.001, Wilcoxon test).
C. Algorithm vs. Ophthalmologist:
Fig : 52 Tele camps – Cataract changes - ungradable images
Table 43: Gradability
Algorithm 
Gradability
Ophthalmologist Gradability Total
Ungradable Gradable
Ungradable 4 (14%) 369 (15%) 373 (15%)
Gradable 24 (86%) 2129 (85%) 2153 (85%)
Total 28 (100%) 2498 (100%) 2526 (100%)
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Compared to the ophthalmologist (Gold standard), 15% images were ungradable by the 
algorithm.  Overall, the ophthalmologist found only 28 images to be ungradable compared to 
373 images by the algorithm. There was only slight agreement in terms of image gradability 
between the ophthalmologist and algorithm, Kappa= -0.001 (95%Ci= -0.019 - 0.018). 
Above is a 2X2 table showing actual DR grading between algorithm and ophthalmologist
*Only Gradable images
Above is a 2X2 table showing actual DR grading between algorithm and ophthalmologist using 
only gradable images by the algorithm. 
Table 44: Sensitivity and Specificity of Algorithm to detect DR compared to 
Ophthalmologist
Table 45
Table 46: Sensitivity and Specificity of Algorithm to detect DR compared to 
Ophthalmologist in only images gradable by the Algorithm
Algorithm DR grading Ophthalmologist DR grading Total
Absent Present
Absent 1841 (80%) 68 (37%) 1909 (76%)
Present 471 (20%) 116 (63%) 587 (24%)
Total 2312 (100%) 184 (100%) 2496 (100%)
Algorithm vs. Ophthalmologist Value 95% Confidence interval
Sensitivity 63.04% 55.63% to 70.03%
Specificity 79.63% 77.93% to 81.25%
Positive Predictive Value 19.76% 16.61% to 23.22%
Negative Predictive Value 96.44% 95.51% to 97.22%
Algorithm DR 
grading*
Ophthalmologist DR grading Total
Absent Present
Absent 1541 (78%) 57 (37%) 1598 (75%)
Present 431 (22%) 98 (63%) 529 (25%)
Total 1972 (100%) 155 (100%) 2127 (100%)
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Table 47
Table 48: Internal validity of the Algorithm grading
*Only Gradable images
The sensitivity of the algorithm to detect DR was found to be 63% and specificity was found to be 
78% in detecting DR compared to ophthalmologist
The area under the receiver operator curve was 0.57 (95%CI=0.55 to 0.59). 
Out of the 373 eyes that were deemed ungradable by the algorithm, 58 (16%) was reported to 
have DR, showing some internal inconsistency of the algorithm. 
Algorithm vs. Ophthalmologist* Value 95% Confidence interval
Sensitivity 63.23% 55.12% to 70.82%
Specificity 78.14% 76.25% to 79.95%
Positive Predictive Value 18.53% 15.30% to 22.10%
Negative Predictive Value 96.43% 95.40% to 97.29%
Fig 53
Algorithm 
Gradability
DR status Total
No DR DR
Ungradable 315 (84%) 58 (16%) 373 (100%)
Gradable 1617 (75%) 536 (25%) 2153 (100%)
Total 1932 (76%) 594 (24%) 2526 (100%)
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D. Algorithm vs. Optometrist Grading
 Compared to the optometrist, 15% images were ungradable by the algorithm.  Overall, the 
ophthalmologist found only 26 images to be ungradable compared to 373 images by the 
algorithm. There was only slight agreement in terms of image gradability between the 
ophthalmologist and algorithm, Kappa= 0.006 (95%CI = -0.014 - 0.026). 
Above is a 2X2 table showing actual DR grading between algorithm and ophthalmologist. 
*Only Gradable images
Above is a 2X2 table showing actual DR grading between algorithm and ophthalmologist using 
only gradable images by the algorithm.
Table 49: Gradability
Table 50:  Sensitivity and Specificity of Algorithm to detect DR compared to Optometrist
Table 51
Table 52: Sensitivity and Specificity of Algorithm to detect DR compared to Optometrist 
in only images gradable by the Algorithm
Algorithm 
Gradability
Optometrist Gradability Total
Ungradable Gradable
Ungradable 5 (19%) 368 (15%) 373 (15%)
Gradable 21 (81%) 2132 (85%) 2153 (85%)
Total 26 (100%) 2500 (100%) 2526 (100%)
Algorithm DR 
grading
Optometrist DR grading Total
Absent Present
Absent 1849 (79%) 63 (39%) 1912 (76%)
Present 490 (21%) 98 (61%) 588 (24%)
Total 2339 (100%) 161 (100%) 2500 (100%)
Algorithm vs. Optometrist Value 95% Confidence interval
Sensitivity 60.87% 52.88% to 68.45%
Specificity 79.05% 77.34% to 80.68%
Positive Predictive Value 16.67% 13.74% to 19.93%
Negative Predictive Value 96.71% 95.80% to 97.46%
Algorithm DR 
grading*
Optometrist DR grading Total
Absent Present
Absent 1551 (78%) 51 (38%) 1602 (75%)
Present 446 (22%) 84 (62%) 530 (25%)
Total 1997 (100%) 135 (100%) 2132 (100%)
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*Only Gradable images
The sensitivity of the algorithm to detect DR was found to be 82% and specificity was found to be 
78% in detecting DR compared to Optometrist
The area under the receiver operator curve was 0.56 (95%CI=0.55 to 0.58).
Table 53
Table 54: Kappa Statistics for agreement
E. Comparison of Ophthalmologist to Optometrist
Algorithm vs. Optometrist * Value 95% Confidence interval
Sensitivity 62.22% 53.48% to 70.42%
Specificity 77.67% 75.77% to 79.48%
Positive Predictive Value 15.85% 12.84% to 19.24%
Negative Predictive Value 96.82% 95.84% to 97.62%
Fig 54
Variable Optometrist Gradability
Kappa 95%CI
Gradability 0.701 0.561 - 0.840
DR Presence (Yes/No) 0.835 0.813 - 0.854
DR grade 0.835 0.812 - 0.843
96
Above is a 2X2 table showing actual DR grading between optometrist and ophthalmologist. 
The sensitivity of the optometrist to detect DR was found to be 82% and specificity was 99% in 
detecting DR compared to ophthalmologist. 
The area under the receiver operator curve was 0.95 (95%CI=0.93 to 0.97).
Fig 55 ROC CURVE
Table 55: Sensitivity and Specificity of Optometrist to detect DR compared to 
Ophthalmologist
Table 56
Optometrist DR 
grading
Ophthalmologist DR grading Total
Absent Present
Absent 2296 (99.5%) 34 (18%) 2330 (94%)
Present 11 (0.5%) 150 (82%) 161 (6%)
Total 2307 (100%) 184 (100%) 2491 (100%)
Ophthalmologist vs. Optometrist Value 95% Confidence interval
Sensitivity 81.52% 75.15% to 86.85%
Specificity 99.52% 99.15% to 99.76%
Positive Predictive Value 93.17% 88.10% to 96.54%
Negative Predictive Value 98.54% 97.97% to 98.99%
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Results summary from use of Algorithm on images obtained from Diabetic clinics camps 
using non-mydriatic FORUS camera: 
* 1. The Algorithm is interpreting about 15% as ungradable currently compared to both 
Ophthalmologist (Gold standard) as well as optometrist. This is an improvement from 49% in 
Tele-ophthalmology and 25% in SN VR OPD.
* 2. The Algorithm is showing approximately 62% sensitivity and about 77% specificity in 
automated detection of DR
* 3. The Area under the curve is Less than 57% even if only gradable images are taken.
* 4. Algorithm highly overestimates presence of DR when it can grade the image, This is also 
seen with Telecamps but not seen with the SNVR OPD data. SNVR OPD has lots of DR 
compared to the Telecamp and Diabetic clinic which has minimal DR.
* 5. Inconsistency within Algorithm: When image is ungradable by algorithm, still 15% shows 
DR present. This should be either 100% or ZERO. 
 
 
 
Fig : 56 Diabetic Clinic – 1. Algorithm diagnosis absence of DR in diabetic Patient
Fig : 57 Diabetic Clinic – 1  Medullated nerve fibre right eye- Algorithm diagnosis as 
exudate
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Results from Diabetic retinopathy grading from the Diabetic clinics using the non-
mydriatic FOP camera (smartphone based):
A. Demographics and DR status: We enrolled 110 eyes of 55 patients to test the accuracy of the 
algorithm to detect DR in the diabetic clinic setting. The mean age of participants was 53.9+10.2 
years (median=55 years, IQR=48 – 60 years, range=20 – 82) and 66% were men. The mean 
duration of diabetes in this cohort was 10.7+6.6 years (median=12 years, IQR=5-14 years, 
range=1 – 22 years).
B. Algorithm Descriptive: The overall DR score was 0.82+0.16 (median=0.83, IQR=0.73-
0.98) in right eye and 0.86+0.16 (median=0.74, IQR=0.58-0.96) in left eye. 
C. Algorithm vs. Ophthalmologist:
 
 
 
Fig : 58 Diabetic Clinic -1 Choroidal sclerosis- Algorithm misdiagnosis as presence of DR
Table 57: Sensitivity and Specificity of Algorithm to detect DR compared to 
Ophthalmologist in right eye
Table 58
Above is a 2X2 table showing actual DR grading between algorithm and ophthalmologist
Algorithm DR 
grading
Ophthalmologist DR grading Total
Absent Present
Absent 1 (50%) 2 (4%) 3 (5%)
Present 1 (50%) 51 (96%) 52 (95%)
Total 2 (100%) 53 (100%) 55 (100%)
Algorithm vs. Ophthalmologist Value 95% Confidence interval
Sensitivity 96.23% 87.02% to 99.54%
Specificity 50.00% 1.26% to 98.74%
Positive Predictive Value 98.08% 89.74% to 99.95%
Negative Predictive Value 33.33% 0.84% to 90.57%
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Table 59: Sensitivity and Specificity of Algorithm to detect DR compared to 
Ophthalmologist in left eye
The area under the receiver operating curve was 0.65 (95% CI-0.54TO 0.87
Table 60
Above is a 2X2 table showing actual DR grading between algorithm and ophthalmologist
Fig 59 ROC CURVE
Algorithm DR 
grading
Ophthalmologist DR grading Total
Absent Present
Absent 2 (100%) 3 (6%) 5 (9%)
Present 0 50 (94%) 50 (91%)
Total 2 (100%) 53 (100%) 55 (100%)
Algorithm vs. Ophthalmologist Value 95% Confidence interval
Sensitivity 94.34% 84.34% to 98.82%
Specificity 0% –
Positive Predictive Value 100.00% 92.89% to 100.00%
Negative Predictive Value 0.00% 0.00% to 70.76%
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Fig 60 The ROC CURVE
Results summary from use of Algorithm on images obtained from Diabetic clinics camps 
using non-mydriatic FOP camera: 
*1. The algorithm appears to be highly sensitive but not specific for DR detection in images 
obtained from smartphone based fundus camera.
* 2. The sample size is exceedingly small and there are not enough cases without DR to draw any 
meaningful conclusions about the applicability of the algorithm in smartphone fundus 
photography at present.
Results from Diabetic retinopathy grading from the Diabetic clinics using 7-Field 
mydriatic retinal imaging using a conventional table-top fundus camera: 
A. Algorithm Descriptive: We enrolled 438 eyes with 7-field mydriatic imaging. The overall 
DR score was 0.85+0.18 (median=0.91, IQR=0.75-1.0) in right eye and 0.85+0.20 
(median=0.90, IQR=0.77-1.0) in left eye. 
B. Algorithm vs. Ophthalmologist:
Table 61: Sensitivity and Specificity of Algorithm to detect DR compared to 
Ophthalmologist in right eye
Algorithm DR 
grading
Ophthalmologist DR grading Total
Absent Present
Absent 15 (44%) 4 (2%) 19 (9%)
Present 19 (56%) 181 (98%) 200 (91%)
Total 34 (100%) 185 (100%) 219 (100%)
Above is a 2X2 table showing actual DR grading between algorithm and ophthalmologist. 
The area under the receiver operating curve was 0.50 (95%CI – 0.44 to 0.79)
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Table 63: Sensitivity and Specificity of Algorithm to detect DR compared to 
Ophthalmologist in left eye
Table 64
Table 62
Above is a 2X2 table showing actual DR grading between algorithm and ophthalmologist
Algorithm vs. Ophthalmologist Value 95% Confidence interval
Sensitivity 91.3% 86.70 % to 94.70%
Specificity 100% 2.50% to 100%
Positive Predictive Value 100% 98.2% to 100%
Negative Predictive Value 5% 0.13% to 24.87%
Fig 61 ROC CURVE
Algorithm DR 
grading
Ophthalmologist DR grading Total
Absent Present
Absent 14 (35%) 1 (<1%) 15 (7%)
Present 24 (65%) 180 (99%) 204 (93%)
Total 38 (100%) 181 (100%) 219 (100%)
Algorithm vs. Ophthalmologist Value 95% Confidence interval
Sensitivity 93.58% 89.46% to 96.44%
Specificity 100% 2.5% - 100%
Positive Predictive Value 100.00% 98.2% to 100.00%
Negative Predictive Value 6.67% 0.17% to 31.95%
The area under the receiver operating curve was 0.8472(95%CI – 0.63 to 0.92)
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Fig 62 ROC CURVE
Results summary from use of Algorithm on images obtained from Diabetic clinics camps 
using 7 Field Retinal imaging using table top conventional fundus camera: 
*1. The algorithm appears to be highly sensitive and very specific for DR detection in images 
obtained from 7 Field Retinal imaging using tabletop conventional fundus camera.
* 2. There are very few eyes without DR (17%) to make meaningful comparisons. Yet, this group 
of images has yielded the best results from the algorithm in terms of sensitivity and specificity in 
detecting presence/absence of DR. 
* 3. This is the only group that had mydriatic imaging from all 7 fields of view in this study. The 
algorithm showed high sensitivity and specificity in this group as compared to lower sensitivity 
and specificity in all other sections of the study that obtained non-mydriatic images in different 
clinical settings. This suggests that the algorithm does not work as well in non-mydriatic image 
processing, given the fact that the image quality obtained from non-mydriatic imaging is not as 
good as that obtained with dilated images, though image quality grading was done in this group 
to substantiate our conclusions. 
* 4. This is the only group that acquired images from all 7 fields of view from each eye of more 
than 200 patients (>400 eyes). The high performance of the algorithm in this group suggests that 
it is able to pick up pathology in peripheral fields of view where the optic disc and macula may 
not be visible. Thus anatomic landmarks such as blood vessels and pathologic lesions such as 
microaneurysms, bleeding spots, cotton wool spots etc. used to develop the algorithm appear to 
be working well. 
* 5. The encouraging results showing high performance of the algorithm in this subgroup may be 
because the algorithm was initially tested using mydriatic images of high quality from 
commercially available datasets of images.
The area under the receiver operating curve was 0.91 (95%CI – 0.81 to 0.97) 
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The transition to grading non-mydriatic images from different settings has not yet happened and 
the algorithm needs to be developed further to match results from the mydriatic images when 
processing non-mydriatic images as well. 
A consolidated summary of all the results from various arms of the study with relevant details is 
presented here.
Table 65: The following is a consolidated table showing results 
from all arms of the study
$
** Indices from only gradable images, Smartphone based retinal imaging
Parameter Clinical setting used to acquire images
Ophthal OPD Telecamps Diabetic clinic
Imaging modality Forus Topcon Forus Topcon
$
Remidio
Pupil status Nonmydriatic Nonmydriatic Nonmydriatic Mydriatic Nonmydriatic
Field of view
o
45  single
o
45  single
o
45  single 7-fields
o
45  single
Total number of 
eyes
848 939 2526 438 110
% with DR 71% 13% 7% 84% 96%
% Ungradable by 
Ophthalmologist
9 (1%) 42 (4%) 28 (1%) 0% 0%
% Ungradable by 
Algorithm
214 (25%) 461 (49%) 373 (15%) 0% 0%
Sensitivity 78%** 85%** 63%** 91% 96%
Specificity 57%** 80%** 78%** 100% 50%
Positive 
Predictive Value
81%** 42%** 18%** 100% 98%
Negative 
predictive value
52%** 97%** 96%** 5% 33%
Area under curve 0.670** 0.69 0.57** 0.84 0.65
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Discussion
We used a new computed assisted algorithm for automated detection of diabetic retinopathy in 
four different clinical settings i.e. ophthalmologists' OPD where non-mydriatic single field 
images were acquired using a table top camera (Forus, n=848, 71% with DR), outreach 
telecamps where non-mydriatic single field retinal images were acquired using table top cameras 
(Topcon, n=939, 13% with DR), diabetic clinics 1 where single field images were acquired using 
nonmydriatic Forus camera (n=2526 eyes, 7% with DR), diabetic clinics 2 where 7-field dilated 
retinal imaging was performed using standard tabletop cameras (Carl Zeiss FF450 plus n=438, 
84% with DR) and diabetic clinics 2 where four field retinal images were acquired using a 
smartphone based imaging system (Remidio, n=110, 96% with DR). All four scenarios, totaling 
4861 eyes, were included in the study since image quality was expected to be different in these 
settings and we would be able to assess the ability of the new algorithm in detecting DR in each of 
these clinical settings. Additionally, we also compared the ability of paramedical staff such as 
optometrists and trained ophthalmic photographers in detecting presence of DR compared to 
gold standard grading by ophthalmologists. We found that the computer assisted algorithm 
showed approximately 76 - 78% sensitivity and about 50 - 55% specificity in automated 
detection of DR in the Ophthalmologists' OPD setting. The specificity improved to 80% in the 
tele-camps as well as diabetic clinics using nonmydriatic tabletop fundus camera. However, 
when used on images from dilated 7-field retinal imaging, the algorithm showed excellent 
performance with high sensitivity as well as specificity. The algorithm appears to be highly 
sensitive but not specific for DR detection in images obtained from smartphone based fundus 
camera. Overall, the Algorithm is interpreting too many images as ungradable currently 
compared to both Ophthalmologist (Gold standard) and Optometrist in all settings with very low 
Kappa statistics. We also found inconsistency within the algorithm reporting i.e. when image is 
ungradable by algorithm, still a substantial number shows DR present i.e. overestimates DR and 
therefore has low positive predictive value in all three settings. 
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The deep convolutional neural network (145) computer software designed by Google involved 
9963 eyes obtained from EyePACS database in theUnited States, the Messidor-2 data set of 
images from France and 3 eye hospitals in India (Aravind Eye Hospital,Sankara Nethralaya, and 
Narayana Nethralaya) from patients presenting for diabetic retinopathy screening and found a 
much higher sensitivity and specificity compared to our study. While our software is based on 
image analysis, the Google is based on deep machine learning using neural networks. It is 
possible that deep machine learning yields better results, as demonstrated by Abramoff et al 
(153) We also believe that the Google results reported recently are after 5 – 7 years of beta testing 
of the product involving 1,28,175 images in the developmental phase. Ours is still in beta testing 
and has yielded close to 80% sensitivity, though specificity is lower. Another major differences 
between our overall inferior results from that of the Google algorithm is that more than 40% 
images from the EyePACS and Messidor datasets were acquired after pupillary dilatation. In 
contrast, more than 90% of our images were non-mydriatic retinal images. On evaluation of our 
subset of eyes where 7-field mydriatic imaging was employed, we find that the sensitivity and 
specificity of our algorithm is very similar to that reported from the Google software. However, 
we had only about 400 eyes with mydriatic imaging as opposed to nearly 10,000 eyes in the 
validation set used for the Google software. Though premature, it does appear that our new 
algorithm performs sufficiently well when presented with high quality images after pupillary 
dilatation, though further study is required to confirm this. The other major difference between 
ours and the Google study is that higher end table top cameras such as Centervue DRS, Optovue 
iCam, CanonCR1/DGi/CR2, and Topcon NW using 45 degree fields of view were used to 
acquire a large number of images in the EyePACS database where as Topcon cameras were 
exclusively used in the Messidor-2 dataset. In contrast, we have employed locally made Forus 
camera, a low cost tabletop alternative suitable to our scenario, for obtaining a large number of 
our images in the ophthalmologists' OPD and diabetic clinic setting. Since image enhancement is 
part of the initial image processing done by the algorithm, quality of the images obtained may 
play a role in how well the software is able to detect DR. Since there are no head to head studies 
comparing the image quality of the Forus camera to Topcon or other established cameras, and 
assuming image quality to be slightly inferior with the Forus on account of its lower cost, we 
believe that this may have negatively impacted the performance of our algorithm compared to 
results from the Google study. Finally, our study was carried out in many different settings 
outside the ophthalmologists' clinic such as outreach camps and diabetic clinics where control 
over surroundings, ambient light etc. are difficult as opposed to the controlled office setting used 
in the EyePACS and Messidor-2 image acquisition. These play a role because ambient light 
clearly affects pupil size, making them smaller, and therefore difficult to acquire images.
106
 Physiological dilation was followed in SN VR OPD, Telecamps and diabetic clinic 1 and this 
may also contribute to poor quality of images . Additionally, Indian eyes have darker iris and 
smaller basal pupillary diameter, greater incidence of cataract and probably more sight 
threatening DR with vitreous hemorrhage, which can also negatively impact the performance of 
the algorithm. Overall, we believe that the differences in proportion of mydriatic images, 
cameras used to acquire images, controlled settings vs. outreach settings and greater proportion 
of cataract and vitreous hemorrhage have played a role in inferior performance of our algorithm 
compared to the deep machine learning algorithm designed by Google. It will be interesting to 
see the yield from the Google algorithm when applied to our set of images. That's will give us a 
clear idea of the improvements required in our software to better detect DR and its severity. 
A screening tool is different from a diagnostic tool and should have much higher sensitivity even 
at the expense of specificity that we have achieved. This is the first testing of our tool in the real 
world and based on these results, we will be able to improve the results further in the next 
versions of the software. 
We found that image gardability was similar in our study (75%) compared to the Google 
developmental series (75%) and validation series (88%) which is an encouraging sign. However, 
the kappa statistic was very low in our study suggesting very low agreement in terms of DR 
presence between the graders and the software. Importantly, we found the software to be over – 
detecting DR by 2 – 3 fold in most of the settings. 
In another study by Tufail et al (144 ) sensitivity and specificity of 4 different automated image 
analysis software were studied on 1,02,856 images in the UK. Since all these were based on 
image analysis and not deep machine learning, it may be more appropriate to compare their 
results with ours. 
In this study, authors found a much higher sensitivity and specificity (>90%) using the EyeART 
(Eyenuk Inc., Woodland Hills, CA) and Retmarker (Coimbra, Portugal). The gradability 
reporting also shows superior results compared to our outcomes. We also found nearly 80% 
sensitivity and specificity in the tele – camps and diabetic clinics using non mydritic tabletop 
cameras. Major differences in the study designs could have contributed to the differences in 
results. Firstly, the UK study used only mydriatic images where as we have used nonmydriatic 
images in all our settings. Indian eyes are known to have smaller pupils in scotopic conditions 
limiting the image quality and thereby compromising the software's assessment capabilities. 
Secondly, Tufail et al used images obtained inside the ophthalmology clinic settings and images 
were obtained by trained technicians. 
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We acquired images in outreach camps where lighting is not entirely under our control as well as 
in diabetic clinics where technicians are usually fundus photographer and lastly, all the 
differences mentioned above in comparing our study with the Google algorithm are applicable in 
this case as well. 
In another study by Walton et al (154) published outcomes on the sensitivity and specificity of 
another new algorithm, the Intelligent Retinal Imaging System (IRIS), was studies on 15,015 
eyes from diabetic patients who presented for DR screening. This was a retrospective study and 
IRIS-based interpretations were compared with manual interpretation. The sensitivity and 
specificity of IRIS, compared withreading center interpretation, was only 66.4% and 72.8%, 
respectively, very similar to our results. There are many similarities of this study with our study 
design. Firstly, the setting for obtaining clinical photographs was a primary care physicians 
office, similar to the diabetic clinic described in our study. Secondly, all images were entirely 
nonmydriatic, similar to ours. Our cohort of 2526 eyes that underwent imaging using the Forus 
camera in diabetic clinics closely resemble the cohort in the IRIS study in that all were 
nonmydriatic images and baseline patient demographics were similar. Our Algorithm showed 
62% sensitivity (vs. 66% in IRIS) and about 77% specificity (vs. 73% in IRIS) in automated 
detection of DR, figures that are almost identical to that reported by Walton et al using the IRIS 
algorithm. Both ours, and IRIS are slightly inferior to the results obtained from Google algorithm 
and the EyeART and Retmarker results presented by Tufail et al (shown above). However, the 
major difference is that the Google study was used on images obtained from 40% mydriatic 
images and Tufail et al used all images from dilated pupils.
In another recent study by Abramoff et al (153) they reported on the performance of a new deep-
learning enhanced algorithm for automated detection of DR, to the previously published 
performance of that algorithm, the Iowa Detection Program (IDP)–without deep learning 
components–on thesame publicly available set of fundus images i.e. Messidor-2 dataset 
compared with grading by three US Board certified retinal specialists. The deep learning 
algorithm was found to have a sensitivity of 97% and specificity of 87% No cases of severe 
NPDR, PDR, or DME were missed and the AUC was 0.980. Authors found that the deep learning 
algorithm significantly improved specificity of DR detection compared to the previously used 
Iowa detection program that did not use deep learning. 
The Retmarker software has been used to detect DR in Indian eyes by Roy et al (155) Authors 
analyzed 5780 eyes of 1445 patients through the Retmarker software and found a high sensitivity 
(>90%) and relatively low specificity (11 – 61%) in detecting DR in Indian eyes with medium to 
high image quality. In our opinion, our algorithm performs better overall because of its 
sufficiently high sensitivity and much higher specificity compared to that reported by Roy et al. 
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Chaum et al (156) presented results from an innovative technique for automated retinal image 
analysis called content based image retrieval system. Content-based image retrieval (CBIR) is 
the processof retrieving related images from very large database collections, and matching them 
by a setof intrinsic features extracted from an image presented to the system. Attributes such as 
color, texture, shape, and regional structure of the image or of specific objects, are used to detect 
DR. Chaum et al described that the sensitivity of detection and accuracy for proliferative diabetic 
retinopathy ranged from 75% to 91.7% and for nonproliferative diabetic retinopathy, ranged 
from 75% to 94.7% using the CBIR. Similarly, Quellec et al (157) used a similar technique and 
reported that the interobserver agreement between the most experienced clinicians and the most 
advanced algorithm was0.592. How the CBIR system fares compared to deep machine learning 
and other algorithms remains to be seen. 
Recently Solanki et al (158) published results from using the EyeART automated image analysis 
software from mydriatic and nonmydriatic images obtained from the EyePACS database using 
teleophthalmology. Out of total of 101,710 eyes (54,481 were nonmydriatic), sensitivity of the 
EyeART was 91%, specificity was 92% and AUC was 0.95. Outcomes from mydriatic imaging 
was marginally better with improved sensitivity and greater AUC. Comparing this cohort to our 
cohort of images obtained from telecamps, we observe that our sensitivity and specificity are 
inferior to the EyeART at present and requires improvements in future iterations. There are very 
few other reports on applications of automated image analysis software on images obtained from 
teleophthalmology settings. 
In their recent landmark paper on current state of teleophthalmology in the United States, Rathi 
et al (159) describe applications of teleophthalmology in many diseases including DR. They 
mention the upcoming role of  automated DR screening using various algorithms to ease the 
human burden on manual DR screening. They conclude by saying that although the findings are 
encouraging,further work remains to improve the clinical validity of these algorithms.
Authors also state that given the increasing prevalence of diabetic retinopathy, the emergence of 
automated screening serves as a promisingtool to address this public health issue.
We found that optometrists had an excellent agreement with ophthalmologists in detecting DR, 
grading DR as well as for image gradability. This is a very relevant finding for resource poor 
settings like ours. This finding was reproduced in two different settings i.e. ophthalmologists' 
clinic as well as images obtained from diabetic clinics. Optometrists trained in retinal image 
grading can be used for reading services to reduce burden of manual grading in the developing 
world till such time as automated retinal image analysis does not become mainstream. From our 
experience in telecamps, we also found that trained retinal photographers are able to detect 
presence/absence of DR and stage DR with satisfactory agreement with ophthalmologists.
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 This is encouraging because we can consider reporting from photographers in the outreach 
camps without having to transfer images to the base hospital for DR detection. This will enable 
screening in very remote areas without internet connectivity . 
The large sample size, various different settings and use of different imaging modalities to assess 
the capabilities of the novel software are the merits of our study. Additionally, training of 
personnel acquiring images and stringent quality control in grading also added to the robustness 
of our data. The main drawback of the study are the lack of both mydriatic and nonmydriatic 
images from the same eye of same patient to assess whether the software performs better when 
presented with dilated fundus images which are of better quality. However, better performance 
by using 7-field mydriatic images to the software compared to single field nonmydriatic images 
does suggest that the software performs better with mydriatic images. To the best of our 
knowledge, this is the first study analyzing the usefulness of automated image analysis software 
on images acquired using a smartphone.
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Summary & Conclusion
The accepted performance required for reliable use of automated DR screening is above 80% 
sensitivity and 80% specificity. Our current algorithm is approaching this performance, and 
specificity of our algorithm needs to be improved. This can be done by initiating further studies 
in telecamps and diabetic clinics, by which the specificity required can be obtained by training 
the algorithm. Also more work should be concentrated on achieving highly reliable performance 
in the cases with sight-threatening DR, so that timely referral and treatment can be initiated.In 
conclusion, our novel software showed acceptable sensitivity and specificity in 
teleophthalmology settings, though improved results would be beneficial in improving 
predictive value and reducing unnecessarily excessive referrals. The main areas that require 
additional work are the reduction in ungradable images and specifically improve agreement of 
gradability and DR status with human graders. Optometrists and fundus photographers are as 
good as the ophthalmologist in detecting DR.
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Impact of the Study
HTIC's Eye-PAC platform for ophthalmic image analysis
HTIC has developed a proprietary software platform for ophthalmic image processing, 
computing and analytics called Eye-PAC. The platform consists of modules for image 
processing, including algorithms for standardizing images for photometric and subject ethnic 
variations, enhancing information in regions and structures like illumination correction, haze 
reduction, glare reduction, vessel enhancement. The platform also contains modules for 
extracting basic structural information from images, such as location of prominent normal 
structures, establishing the view captured in the image, sizes, positions, distances and 
morphometry, and image mosaicking. The analytics modules of Eye-PAC are useful in decision 
analytics, for arriving at a decision of disease presence, image gradability, comparison of images 
and reporting.
The modules of Eye-PAC can be integrated to create solutions for diseases. This is a data driven 
process, requiring algorithmic fine-tuning of the integrated modules, to produce a system that 
can be used for specific applications.
Fig 63 HTIC Eye-PAC platform for DR
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The software application development at HTIC Madras will be used as a tool in screening 
programs for diabetic retinopathy in the Diabetic population . Manual grading is labor intensive 
and automated retinal image analysis systems is an alternative to detect presence or absence of 
diabetic retinopathy. Another serviceable metric for quality assurance is the rate of ungradable 
images, which noted there is no good definition for in the field at present. All the ungradable 
fundus images should be referred to the ophthalmologists.     .
 Diabetic macular edema (DME),is the leading cause of vision loss in DR patients. and diagnosed 
with the identification of retinal thickening, which requires optical coherence tomography 
(OCT) or stereo imaging. 
 Retinal thickening, can be assessed by surrogate markers, but noted that surrogate markers and 
DME (160) are not always correlated. Surrogate markers can be absent or present  in DME and 
DME may be present or absent in the event of surrogate markers. The retinal analyzer and 
Scanning laser ophthalmoscope can also detect retinal thickening but there are expensive for 
routine screening in camps. Early detection of Diabetic retinopathy often asymptomatic stages 
has the potential to significantly reduce the incidence of visual loss in people with diabetes and 
has a significant impact on the economic and social consequences. Screening diabetic 
retinopathy  saves  vision  at  a  relatively  low  cost .
A valid automated analysis system will need to perform above with 80% sensitivity and 95% 
specicity set by the World Health Organization for (161) diabetic retinopathy .In a typical  DR 
screening program 78% of screenings have no diabetic retinopathy , Reda et al (162) have 
suggested and these normal retinal images could be identied and eliminated from the need for 
manual image reading by an automated analysis system that (163) detects diabetic retinopathy .
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Recommendations
Validation of emerging telemedicine practices must be carried as per the American Telemedicine 
Association's (ATA) standard for validation for DR telemedicine practice . There are 4 different 
levels, presence of minimal or no DR; presence or absence of vision-threatening DR; an ability to 
provide clinical recommendations; and an equivalence to Early Treatment DR Study (ETDRS) 
photograph standard. ETDRS photographs remain “by and large” the gold standard for DR 
patient evaluation, The validation, programs (164) must establish quality assurance, which 
includes metrics, like patient satisfaction, follow-up with recommendations for referral, and the 
efficiency of DR diagnosis.  
For automated retinal image analysis to be practiced in India, there is a need to consider 
regulatory norms, licensure, and costs. For Indian Teleophthalmology there is a need  to embrace 
a culture change  “ patients have to accept that a  computer will diagnose them instead of a doctor 
and the  physician will have to accept that computer will have software programs which will aid 
in diagnosis of ocular disease. We do need to have further work on adopting a standard guidelines 
for adopting standard operations for telemedicine and automated retinal analysis.
The current software works sufficiently well when it is able to grade the image, comparing the 
results from other software applied on nonmydriatic images. However, the ungradability rates 
are relatively high and the algorithm needs to be improved so that future iterations reduce 
ungradability and avoid unnecessary patient referrals.
We need medical practitioners and engineers to collaborate and work towards developing and 
improving new technology which includes intelligent systems and tools that aid in disease 
identification and diagnosis.
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LIST OF ABBREVIATIONS
  DR    Diabetic Retinopathy
  NPDR    Nonproliferative Diabetic Retinopathy
  DME    Diabetic Maculopathy
  CSME    Clinically Significant macular edema
  PDR    Proliferative diabetic retinopathy
  HTIC    Healthcare Technology Innovation Center 
  SN    Sankara Nethralaya
  ETDRS   Early Treatment Diabetic Retinopathy Study
  ICDR    International Classificatoin of Diabetic   
Retinopathy
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